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57 ABSTRACT

Methods and apparatus for a three-stage atrial cardioversion
therapy that treats atrial arrhythmias within pain tolerance
thresholds of a patient. An implantable therapy generator
adapted to generate and selectively deliver a three-stage atrial
cardioversion therapy and at least two leads, each having at
least one electrode adapted to be positioned proximate the
atrium of the patient. The device is programmed for deliver-
ing a three-stage atrial cardioversion therapy via both a far-
field configuration and a near-field configuration of the elec-
trodes upon detection of an atrial arrhythmia. The three-stage
atrial cardioversion therapy includes a first stage for unpin-
ning of one or more singularities associated with an atrial
arrhythmia, a second stage for anti-repinning of the one or
more singularities, both of which are delivered via the far-
field configuration of the electrodes, and a third stage for
extinguishing of the one or more singularities delivered via
the near-field configuration of the electrodes.
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Summery of shocks amplitude for canine right atria experiments (n=6)

Shocks Voltage {V/cm) | Energy (Joules)
Field Excitation Threshold 0.4 £ 092 0.005 * 0.0001
At Minimum Termination 0.2  0.08 0.018 * 0.001
AF Minimum Terminaticn 1 pulse 144 327 26 1078
2 pulses 31 fon 0.44 % 0,04
3 pulses 3.3720.73 048 T 0.03
Other perameters of experiments
Acetyicholine Concentration 4,55 * 2.95 uM
Yerminated AF Cyclo Length 53.32 £ 3.98 ms
% AF Cycle Length Terminated
2 pulses 101.25 1 26.39
3 pulses 99.48 ¥ 19.08

Fig. 8
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METHOD AND DEVICE FOR THREE-STAGE
ATRIAL CARDIOVERSION THERAPY

RELATED APPLICATIONS

The present application is a continuation of U.S. patent
application Ser. No. 13/349,517, filed Jan. 12, 2012, now
issued as U.S. Pat. No. 8,706,216, which is a continuation-
in-part of U.S. patent application Ser. No. 12/776,196, filed
May 7, 2010, now issued as U.S. Pat. No. 8,560,066, which is
a continuation-in-part of U.S. patent application Ser. No.
12/333,257, filed Dec. 11, 2008, which claims the benefit of
U.S. Provisional Application No. 61/012,861, filed Dec. 11,
2007, each of which is incorporated herein by reference.

FIELD OF THE INVENTION

The present disclosure relates generally to the treatment of
atrial arrhythmias, such as atrial fibrillation (“AF”’) and atrial
flutter (“AF1”). More particularly, the present disclosure
relates to devices and methods of using low-energy electrical
stimuli from an implantable device that delivers a three-stage
atrial cardioversion therapy to destabilize and extinguish
reentry mechanisms that maintain AF and AF1.

BACKGROUND OF THE INVENTION

Atrial tachyarrhythmias are the most common atrial
arrhythmia, presently estimated to affect approximately 2.3
million Americans. There are two primary forms of atrial
tachyarrhythmias, AF and AF], with relative occurrence in
their chronic forms of about 10:1, respectively. Current pro-
jections suggest that by the year 2050, between about twelve
and about fifteen million Americans will suffer from AF. The
enormity of the problem is magnified by its well-described
clinical consequences: thromboembolic stroke, congestive
heart failure (“CHF”), cognitive dysfunction, and possibly
increased mortality.

Many different factors can promote the initiation and main-
tenance of AF and AF1. Several cardiac disorders can predis-
pose patients to AF, including coronary artery disease, peri-
carditis, mitral valve disease, congenital heart disease, CHF,
thyrotoxic heart disease, and hypertension. Many of these are
thought to promote AF by increasing atrial pressure and/or
causing atrial dilation. AF also occurs in individuals without
any evidence of heart or systemic disease, a condition known
as “lone AF,” which primarily involves the autonomic ner-
vous system.

Both AF and AFI1 are maintained by a reentry mechanism.
Specifically, atrial tissue continually excites itself, creating
reentrant, i.e. circular or tornado-like patterns of excitation.
AFl is generally defined as a macro-reentrant circuit, which
can rotate around a functional or anatomic line of block.
Major anatomical structures are usually involved in defining
one or several simultaneous reentry circuit(s), including the
region between superior and inferior venae cavae in the right
atrium, and the pulmonary vein region in the left atrium. If the
cycle length (“CL”) of the reentry remains relatively long,
one-to-one conduction can remain throughout the entire atria
and AFI can be observed. However, if the CLs of reentry
circuits are sufficiently short, waves of excitation produced
by the reentrant circuit break up in the surrounding atrial
tissue and AF can ensue. The morphology of electrograms
during AF1 or AF depends on the anatomic location and
frequency of reentrant circuits that cause the arrhythmia.

There are clear interactions between AF and AF1. AFl is
defined as the presence of a single, constant, and stable reen-
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trant circuit. AF, on the other hand, can be due to random
activation in which multiple reentrant wavelets of the leading
circle type (mother rotor) continuously circulate in directions
determined by local excitability, refractoriness, and anatomi-
cal structure. AF can be converted to AF1, and vice versa,
spontaneously or as a result of an intervention, such as drug
administration, DC cardioversion, or atrial pacing.

AF is the most prevalent clinical arrhythmia in the world
and, with an aging population, has the potential of becoming
an increasing cause of morbidity and mortality. Although
several options for pharmaceutical treatment exist, for some
patients, particularly those with paroxysmal AF, drug therapy
can be ineffective. In addition, anti-arrhythmic drugs can
have serious proarrhythmic side effects. Therefore, non-phar-
macologic treatments of AF are needed.

One alternative to pharmacological treatment of AF is a
cardiac ablation procedure. While there have been many
advances in ablative techniques, these procedures are not
without risks. Such risks can include cardiac perforation,
esophageal injury, embolism, phrenic nerve injury, and pul-
monary vein stenosis. There are also implantable devices
currently on the market for the treatment of atrial tach-
yarrhythmias. Some of these devices apply near-field over-
drive pacing, also known as antitachycardia pacing (“ATP”);
conventional high-energy far field defibrillation shocks; or a
combination thereof. As described, for example in U.S. Pat.
No. 5,562,708 to Combs et al., ATP works by delivering a
burst of pacing stimuli at an empirically chosen frequency at
a single pacing site in order to stimulate the excitable gap of
a reentrant circuit, disrupting and terminating the circuit.

The use of an alternative kind of ATP delivered from far-
field electrodes and known as far-field overdrive pacing has
been proposed for implantable devices as described, for
example, in U.S. Pat. No. 5,265,600 to Adams et al., U.S. Pat.
No. 5,676,687 to Ayers, U.S. Pat. No. 6,510,342 to Park et al.,
U.S. Pat. No. 6,813,516 to Ujhelyi et al., and U.S. Pat. Nos.
7,079,891, and 7,113,822 to Kroll. U.S. Pat. No. 5,676,687 to
Ayers and U.S. Pat. No. 6,185,459 to Mechra et al. both
describe an overdrive pacing arrangement that is delivered
from near-field electrodes instead of far-field electrodes. The
overdrive pacing arrangement is described in these patents as
being used in conjunction with conventional kinds of defibril-
lation therapy where the overdrive pacing is utilized to pre-
vent the recurrence of an AF.

Although ATP can be effective for slower AFls, the effec-
tiveness of ATP can diminish for CLs below about two hun-
dred milliseconds (“ms”) and can be ineffective for faster AF1
and AF. ATP failure can occur when the pacing lead is located
ata distance from the reentrant circuit and the pacing-induced
wavefront is annihilated before reaching the circuit. This can
be a highly probable scenario for faster arrhythmias. In addi-
tion, the continued application of far-field ATP is known to
potentially induce ventricular fibrillation, although the timing
of the delivery of ATP can reduce the potential for inducing
ventricular fibrillation and potential recurrence of AF as
described, for example, in U.S. Pat. No. 6,091,991 to Warren,
U.S. Pat. No. 6,847,842 to Rodenhiser et al., U.S. Pat. No.
7,110,811 to Wagner et al., and U.S. Pat. No. 7,120,490 to
Chen et al.

Another manner in which atrial arrhythmias have been
treated is with standard external defibrillators with the patient
sedated during delivery of a defibrillation shock. There have
also been external defibrillation systems, such as that dis-
closed in U.S. Pat. No. 5,928,270 to Ramsey, specifically
designed for use with atrial arrthythmias. However, in order to
provide an external shock that can effectively terminate
arrhythmias with electrode placed externally on the body,
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such systems must provide higher energy shocks than would
be required by implantable devices. In addition, externally
applied shocks necessarily recruit more of the skeletal mus-
culature resulting in potentially more pain and discomfort to
the patient.

Another method of treatment for patients with recurrent
persistent AF is the implantable atrial defibrillator (“IAD”),
such as described in U.S. Pat. No. 3,738,370 to Charms, and
U.S. Pat. No. 3,942,536 to Mirowski. Although initial clinical
trials have shown that TADs have a high specificity and sen-
sitivity to AF and deliver safe and effective shocks, the energy
level needed for successful cardioversion can exceed the pain
threshold. Endocardial cardioversion shock energies greater
than 0.1 J are perceived to be uncomfortable (Ladwig, K. H.,
Marten-Mittag, B., Lehmann, G., Gundel, H., Simon, H., Alt,
E., Absence of an Impact of Emotional Distress on the Per-
ception of Intracardiac Shock Discharges, International Jour-
nal of Behavioral Medicine, 2003, 10(1): 56-65), and patients
can fail to distinguish energy levels higher than this and find
them equally painful. The pain threshold depends on many
factors, including autonomic tone, presence of drugs, loca-
tion of electrodes and shock waveforms. Moreover, pain
thresholds can be different from patient to patient.

Various approaches have sought to lower the energy level
required for effective atrial fibrillation. A number of systems,
such as, for example, U.S. Pat. No. 5,282,836 to Kreyenhagen
et al., U.S. Pat. No. 5,797,967 to KenKnight, U.S. Pat. Nos.
6,081,746, 6,085,116, and 6,292,691 to Pendekanti et al., and
U.S. Pat. Nos. 6,556,862 and 6,587,720 to Hsu et al. disclose
application of atrial pacing pulses in order to lower the energy
level necessary for atrial defibrillation shocks. The energy
delivered by pacing pulses is relatively nominal in compari-
son to defibrillation shocks. U.S. Pat. No. 5,620,468 to Mon-
geon et al. discloses applying cycles of low energy pulse
bursts to the atrium to terminate atrial arrhythmias. U.S. Pat.
No. 5,840,079 to Warman et al. discloses applying low-rate
ventricular pacing before delivering atrial defibrillation
pulses. U.S. Pat. Nos. 6,246,906 and 6,526,317 to Hsu et al.
disclose delivering both atrial and ventricular pacing pulses
prior to delivering an atrial defibrillation pulse. U.S. Pat. No.
5,813,999 to Ayers et al. discloses the use of biphasic shocks
for atrial defibrillation. U.S. Pat. Nos. 6,233,483 and 6,763,
266 to Kroll discloses the use of multi-step defibrillation
waveform, while U.S. Pat. No. 6,327,500 to Cooper et al.
discloses delivering two reduced-energy, sequential defibril-
lation pulses instead of one larger energy defibrillation pulse.

Other systems have sought to lower the patient’s percep-
tion of the pain associated with atrial defibrillation shocks.
For example, U.S. Pat. No. 5,792,187 to Adams applies elec-
tromagnetic stimulation of nerve structures in the area of the
shock to block the transmission of the pain signal resulting
from the shock. U.S. Pat. No. 6,711,442 to Swerdlow et al.
and U.S. Pat. Nos. 7,155,286 and 7,480,351 to Kroll et al.
disclose application of a “prepulse” prior to application of a
high voltage shock pulse in order to reduce the perceived pain
and startle response caused by the shock pulse. U.S. Pat. No.
5,925,066 to Kroll et al. discloses a drug delivery system in
combination with anti-tachy pacing for inhibiting pain upon
detection of atrial fibrillation. U.S. Pat. No. 7,142,927 to
Benser measures the physical displacement of an uncon-
scious patient in response to various shock levels and pro-
grams an arrhythmia treatment device to provide shocks that
will not cause an excessive level of discomfort.

Despite these efforts, there remains a need for improved
atrial arrhythmia treatment methods and devices enabling
successful electrical treatment without exceeding the pain
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threshold of any given patient and without relying on phar-
macological or ablative treatments.

Embodiments of methods and apparatus in accordance
with the present disclosure provide for a three-stage atrial
cardioversion therapy to treat atrial arrhythmias within pain
tolerance thresholds of a patient. An atrial arrhythmia treat-
ment in accordance with various embodiments includes an
implantable therapy generator adapted to generate and selec-
tively deliver a three-stage atrial cardioversion therapy and at
least two leads operably connected to the implantable therapy
generator, each lead having at least one electrode adapted to
be positioned proximate the atrium of a heart of the patient.
The atrial arrhythmia treatment device is programmed with a
set of therapy parameters for delivering a three-stage atrial
cardioversion therapy to a patient via both a far-field configu-
ration and a near-field configuration of the electrodes upon
detection of an atrial arrhythmia by the atrial arrhythmia
treatment device.

The three-stage atrial cardioversion therapy includes a first
stage for unpinning of one or more singularities associated
with an atrial arrhythmia, a second stage for anti-repinning of
the one or more singularities associated with the atrial
arrhythmia, and a third stage for extinguishing of the one or
more singularities associated with the atrial arrhythmia. In
various embodiments, the first stage comprises two to ten
far-field atrial cardioversion pulses of more than 10 volts and
less than 100 volts. In one such embodiment, the first stage
comprises two biphasic pulses with a voltage amplitude rang-
ing from 10 volts to 30 volts. Pulse duration may be less than
10 milliseconds and a pulse coupling interval ranges 20 to 50
milliseconds, and the first stage has a total duration of less
than two cycle lengths of the atrial arrhythmia and is triggered
in relation to an R-wave and delivered within a ventricular
refractory period with an energy of each biphasic atrial car-
dioversion pulse less than 0.1 joules.

In an embodiment, the second stage comprises five to ten
far field pulses of ultra-low energy monophasic pulses with a
pulse duration of more than 5 and less than 20 milliseconds
and a pulse coupling interval of between 70-100% of the
cycle length of the atrial arrhythmia. In one such embodi-
ment, the second stage comprises six monophasic shocks of
one volt to three volts.

Inan embodiment, the third stage comprises five to ten near
field pulses with a pulse duration of more than 0.2 and less
than 5 milliseconds and a pulse coupling interval of between
70-100% of the cycle length of the atrial arrhythmia. In one
such embodiment, the third stage pulses are paced at 88% of
the atrial fibrillation cycle length and at three times the near-
field atrial capture threshold. The three-stage atrial cardiover-
sion therapy is delivered in response to detection of the atrial
arrhythmia with each stage having an inter-stage delay of
between 50 to 400 milliseconds and in some embodiments,
without confirmation of conversion of the atrial arrhythmia
until after delivery of the third stage.

In various embodiments, an atrial arrhythmia treatment
apparatus includes at least one electrode adapted to be
implanted proximate an atrium of a heart of a patient to
deliver far field pulses and at least one electrode adapted to
implanted proximate the atrium of the heart of the patient to
deliver near field pulses and sense cardiac signals. An
implantable therapy generator is operably connected to the
electrodes and includes a battery system operably coupled
and providing power to sensing circuitry, detection circuitry,
control circuitry, and therapy circuitry of the implantable
therapy generator. The sensing circuitry senses cardiac sig-
nals representative of atrial activity and ventricular activity.
The detection circuitry evaluates the cardiac signals represen-
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tative of atrial activity to determine an atrial cycle length and
detect an atrial arrhythmia based at least in part on the atrial
cycle length. The control circuitry, in response to the atrial
arrhythmia, controls generation and selective delivery of a
three-stage atrial cardioversion therapy to the electrodes with
each stage having an inter-stage delay of 500 to 400 and
without confirmation of conversion of the atrial arrhythmia
during the three-stage atrial cardioversion therapy. The
therapy circuitry is operably connected to the electrodes and
the control circuitry and includes at least one first stage charge
storage circuit selectively coupled to the at least one far field
electrode that selectively stores energy for a first stage of the
three-stage atrial cardioversion therapy, at least one second
stage charge storage circuit selectively coupled to the at least
one far field electrode that selectively stores a second stage of
the three-stage atrial cardioversion therapy, and at least one
third stage charge storage circuit selectively coupled to the
near field electrode that selectively stores a third stage of the
three-stage cardioversion therapy.

The methods and devices of the present disclosure can
exploit a virtual electrode polarization (“VEP”) enabling suc-
cessful treatment of AF and AF1 with an implantable system
without exceeding the pain threshold of any given patient.
This is enabled by far-field excitation of multiple areas of
atrial tissue at once, rather than just one small area near a
pacing electrode, which can be more effective for both AF1
and AF. The methods can differ from conventional defibril-
lation therapy, which typically uses only one high-energy
(about one to about seven joules) monophasic or biphasic
shock or two sequential monophasic shocks from two differ-
ent vectors of far-field electrical stimuli. To account for pain
threshold differences in patients, a real-time feedback to the
patient can be provided in estimating the pain threshold dur-
ing the calibration and operation of the implantable device.

The methods and devices of embodiments of the present
disclosure can utilize a low-voltage phased unpinning far-
field therapy together with near-field therapy that forms the
three-stage atrial cardioversion therapy to destabilize or ter-
minate the core of mother rotor, which anchors to a myocar-
dial heterogeneity such as the intercaval region or fibrotic
areas. A significant reduction in the energy required to con-
vert an atrial arrhythmia can be obtained with this unpinning,
anti-repinning and then extinguishing technique compared
with conventional high-energy defibrillation, thus enabling
successful cardioversion without exceeding the pain thresh-
old of a patient.

Applying far-field low energy electric field stimulation in
an appropriate range of time- and frequency-domains can
interrupt and terminate the reentrant circuit by selectively
exciting the excitable gap near the core of reentry. By stimu-
lating the excitable gap near the core of the circuit, the reentry
can be disrupted and terminated. The reentrant circuit is
anchored at a functionally or anatomically heterogeneous
region, which constitutes the core of reentry. Areas near the
heterogeneous regions (including the region of the core of
reentry) will experience greater polarization in response to an
applied electric field compared with the surrounding, more
homogeneous tissue. Thus, the region near the core of reentry
can be preferentially excited with very small electric fields to
destabilize or terminate anchored reentrant circuits. Once
destabilized, subsequent shocks can more easily terminate
the arrhythmia and restore normal sinus rhythm.

Virtual electrode excitation can be used at local resistive
heterogeneities to depolarize a critical part of the reentry
pathway or excitable gap near the core of reentry. Various
pulse protocols for a three-stage atrial cardioversion therapy
to terminate atrial arrhythmias in accordance with aspects of
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the present invention are contemplated. In one aspect, the
reentry is either terminated directly or destabilized by far-
field pulses delivered in a first and second stage and then
terminated by additional stimuli by near-field pulses deliv-
ered in a third stage of the three-stage atrial cardioversion
therapy. The low energy stimulation can be below the pain
threshold and, thus, may cause no anxiety and uncomfortable
side effects to the patient. In another aspect, a phased unpin-
ning far-field therapy can be delivered in response to a
detected atrial arrhythmia, with post treatment pacing admin-
istered as a follow-up therapy to the phased unpinning far-
field therapy.

To further optimize this low energy method of termination,
multiple electric field configurations can be used to optimally
excite the excitable gap near the core of reentry and disrupt
the reentrant circuit. These field configurations can be
achieved by placing several defibrillation leads/electrodes
into the coronary sinus (with both distal and proximal elec-
trodes), the right atrial appendage, and the superior venae
cavae. In another embodiment, an electrode can be placed in
the atrial septum. Electric fields can be delivered between any
two or more of these electrodes as well as between one of
these electrodes and the device itself (hot can configuration).
In another aspect, segmented electrodes with the ability to
selectively energize one or more of the electrode segments
can be used. Modulation of the electric field vector can then
be used to achieve maximum coverage of the entire atria
within one set of shock applications or on a trial to trial basis.
The optimal electric fields used and the correct sequence of
fields can also be explored on a trial and error basis for each
patient.

In another aspect of the present invention, a pain threshold
protocol is implemented for the treatment. The device and a
plurality of leads are implanted into a patient who is sedated
orunder anesthesia. When the patient is completely free from
the effects of the sedation or anesthetic, the device is
instructed to individually interrogate the implanted leads,
with stimulation being activated between both the leads and
also between the can and the leads. The patient is asked to
indicate a level of discomfort for each stimulation. The stimu-
lation energy is initially set at low values and then is increased
in a ramp-up mode, and the patient is asked to indicate when
their pain threshold is reached. Default maximum stimulation
energy levels previously stored in the device are replaced by
the custom values determined through this protocol, and the
device is programmed to restrict therapy to energy levels that
are below these custom values.

In another aspect of the present invention, pre-treatment
external information from a variety of sources, e.g. an elec-
trocardiogram or a magnetic resonance image of the patient,
regarding the likely location of a reentrant loop can be used to
facilitate certain aspects of the treatment. Such external infor-
mation can be used to determine the suitability of a patient for
the procedure, vis-a-vis alternate treatments such as ablation
or drug therapy, and to determine lead selection and place-
ment, or determine the initial lead energizing pattern.

In another aspect of the present invention, the morphology
of an electrogram of an arrhythmia can be documented,
stored, and compared to previously stored morphologies.
Anatomic location(s) of the reentry circuit(s) may be deter-
mined by the specific anatomy and physiological remodeling
of the atria, which are unique for each patient. The embodi-
ment takes advantage of the observation that several mor-
phologies of atrial arrhythmias tend to occur with higher
frequency than others. Optimization of electric field configu-
ration and pulse sequence of the therapy may be conducted
separately for each electrogram morphology and stored in
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memory for future arrhythmia terminations. When an
arrhythmia is detected, it will be determined whether the
morphology of the electrogram of an arrhythmia is known. If
it is, the optimized therapy stored in memory may be applied
to convert that arrhythmia.

In an aspect of the present invention, a method for desta-
bilization and termination of atrial tachyarrhythmia includes
detecting an atrial tachyarrhythmia initiation from sensing of
atrial electrical activity, estimating a minimum or dominant
arrhythmia cycle length (CL), sensing ventricular electrical
activity to detect a ventricular R-wave, delivering far-field
atrial electrical shocks/stimulation as a pulse train from two to
ten pulses during one or several cycles of AF/AF], optionally
delivering atrial pacing with CL generally from about 70% to
about 100% of sensed atrial fibrillation cycle length
(“AFCL”) minimum value, and (a) determining ventricular
vulnerable period using R-wave detection to prevent or
inhibit induction of ventricular fibrillation by atrial shock, (b)
determining the atrial excitation threshold by applying elec-
trical shock through different implanted atrial defibrillation
leads and subsequently sensing for atrial activation, (c) deter-
mining pain threshold by a feedback circuit that uses infor-
mation provided by the patient during both the implantation
and calibration procedure, and during the execution of the
device learning algorithms, (d) determining the ventricular
far-field excitation threshold by applying electrical shock
through different implanted atrial defibrillation leads and
subsequently sensing for ventricular activation, (e) delivering
far-field stimuli to the atria by sequentially delivering several
pulses at energies above the atrial excitation threshold.

In another aspect of the present invention, an implantable
cardiac therapy device for treating an atrium in need of atrial
defibrillation includes one or more sensors comprising one or
more implanted electrodes positioned in different locations
for generating electrogram signals, one or more pacing
implanted electrodes positioned in different locations for
near-field pacing of different atrial sites, one or more
implanted defibrillation electrodes positioned in different
locations for far-field delivery of electrical current, and an
implantable or external device which can be capable to
deliver a train of pulses.

In one exemplary embodiment, the implantable device is
implanted just under the left clavicle. This location places the
device in approximate alignment with the longitudinal ana-
tomical axis of the heart (an axis through the center of the
heart that intersects the apex and the inter-ventricular sep-
tum). When the electrodes are implanted in this manner, the
arrangement of the device and electrodes is similar in con-
figuration to the top of an umbrella: the device constituting
the ferrule of an umbrella, and the electrodes constituting the
tines of the umbrella. The electrodes of the device are ener-
gized in sequential order to achieve electrical fields of stimu-
lation that is similar to “stimulating” the triangles of umbrella
fabric, one after the other, in either a clockwise or counter-
clockwise manner or in a custom sequence. In one aspect, a
right ventricular lead is positioned as part of the implantation.
In another aspect, no ventricular lead is positioned, removing
the need for a lead to cross a heart valve during lead implan-
tation. Leads may be active or passive fixation.

In another aspect, the device can be fully automatic; auto-
matically delivering a shock protocol when atrial arrhythmias
are detected. In another aspect, the device can have a manual
shock delivery; the device prompting the patient to either
have a doctor authorize the device to deliver a shock protocol,
orthe device can prompt the patient to self-direct the device to
deliver a shock protocol in order to terminate a detected
arrhythmia. In another aspect, the device can be semi-auto-
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matic; a “bed-side” monitoring station can be used to permit
remote device authorization for the initiation of a shock pro-
tocol when atrial arrhythmias are detected.

BRIEF DESCRIPTION OF THE DRAWINGS

The invention may be more completely understood in con-
sideration of the following detailed description of various
embodiments of the invention in connection with the accom-
panying drawings, in which:

FIG. 1A depicts a schematic posterior view of a human
heart and anatomical locations of implantable defibrillation
leads and sensing electrodes;

FIG. 1B depicts a schematic posterior view of a human
heart and anatomical locations of implantable defibrillation
leads and sensing electrodes with an optional lead placed in
the right ventricle;

FIG. 1C depicts a schematic anterior view of a human heart
and anatomical locations of implantable defibrillation leads
and sensing electrodes with leads placed in the right and left
atria;

FIG. 2 is a flow chart illustrating a treatment method of an
embodiment of the present disclosure;

FIG. 3A is a photograph of a preparation of fluorescent
optical mapping of the posterior atria during ACh-induced
AFI and AF in a Langendorft perfused rabbit heart with a
photodiode array optical mapping field of view;

FIG. 3B depicts activation maps and optical action poten-
tials (OAP) during AFL and AF of FIG. 3A;

FIG. 4A is a photograph of a preparation of fluorescent
optical mapping of the right atrial endocardium during ACh-
induced AF1 and AF in the canine isolated atria with a pho-
todiode array optical mapping field of view;

FIG. 4B depicts activation maps and OAPs during AFT. and
AF of FIG. 4A;

FIG. 5A depicts a simplified schematic posterior view of a
human heart, anatomical locations of implantable defibrilla-
tion leads and electrodes, and the direction of a first shock/
pulse train;

FIG. 5B depicts a simplified schematic posterior view of a
human heart, anatomical locations of implantable defibrilla-
tion leads and electrodes, and the direction of a second shock/
pulse train;

FIG. 5C depicts a simplified schematic posterior view of a
human heart, anatomical locations of implantable defibrilla-
tion leads and electrodes, and the direction of a third shock/
pulse train;

FIG. 5D depicts a simplified schematic anterior view of a
human heart, anatomical locations of implantable defibrilla-
tion leads and electrodes, and directions of another shock/
pulse train;

FIG. 6 depicts a flow chart illustrating a treatment method
of'an embodiment of the present disclosure;

FIG. 7 depicts a simplified schematic view of a human
heart showing potential locations of arrhythmias;

FIG. 8 provides a summary of shock amplitudes for six
isolated canine right atria experiments in vitro;

FIG. 9 provides a listing of potential electric field
sequences for therapy provided to the regions in FIG. 7 by
electrodes positioned as shown in FIGS. 5A, 5B and 5C;

FIG. 10 depicts an embodiment of the FIG. 2 step of apply-
ing stimulation in the form of a three-stage cardioversion
therapy;

FIG. 11 depicts an embodiment of a stimulation waveform
of the three-stage cardioversion therapy of FIG. 10;

FIG. 12 depicts an embodiment of a first, unpinning stage
of the waveform of FIG. 11;
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FIG. 13 depicts an embodiment of a second, anti-repinning
stage of the waveform of FIG. 11;

FIG. 14 depicts an embodiment of a third, extinguishing
stage of the waveform of FIG. 11;

FIG. 15 depicts another embodiment of the FIG. 2 step of
applying stimulation in the form of a three-stage cardiover-
sion therapy;

FIG. 16 depicts an embodiment of a stimulation waveform
of the three-stage cardioversion therapy of FIG. 15;

FIG. 17 depicts yet another embodiment of the FIG. 2 step
of applying stimulation in the form of a three-stage cardio-
version therapy;

FIG. 18 depicts yet another embodiment of a stimulation
waveform of the three-stage cardioversion therapy of FIG.
17,

FIGS. 19A and 19B are block diagrams depicting of an
embodiment of a three-stage cardioversion therapy device,
and the therapy circuitry thereof, respectively;

FIGS. 20A-20H depict various portions of the therapy
circuitry of the device of FIGS. 19A and 19B, in greater
detail, according to various embodiments;

FIG. 21 depicts an EKG waveform of a canine subject
receiving the three-stage cardioversion therapy of FIG. 10;

FIG. 22 depicts an EKG waveform of a canine subject
receiving the three-stage cardioversion therapy of FIG. 16;

FIG. 23 depicts four bar charts summarizing the energy
applied during various applications of one-, two-, and three-
stage therapy across three different vectors;

FIG. 24 depicts another embodiment of a three-stage
therapy as implemented in a canine model;

FIGS. 25A-D depict a lead placement used to implement
the three-stage therapy of FIG. 24 in the canine model;

FIG. 26 depicts a sample comparison of atrial DFTs and
corresponding electro-cardiograms of a single-biphasic
shock and the three-stage therapy of FIG. 24; and

FIG. 27 depicts another sample comparison of atrial DFTs
of a single-biphasic shock and the three-stage therapy of FIG.
24.

While the invention is amenable to various modifications
and alternative forms, specifics thereof have been shown by
way of example in the drawings and will be described in
detail. It should be understood, however, that the intention is
not to limit the invention to the particular embodiments
described. On the contrary, the intention is to cover all modi-
fications, equivalents, and alternatives falling within the spirit
and scope of the invention as defined by the appended claims.

DETAILED DESCRIPTION

Embodiments of the present disclosure are based on a
low-voltage phased unpinning far-field therapy together with
near-field therapy that forms the three-stage atrial cardiover-
sion therapy for destabilizing and subsequently terminating
anatomical reentrant tachyarrhythmias. A significant reduc-
tion in the energy required to convert an atrial arrhythmia can
be obtained with this unpinning, anti-repinning and then
extinguishing technique compared with conventional high-
energy defibrillation, thus enabling successtful cardioversion
without exceeding the pain threshold of a patient.

The anatomical structure of cardiac tissue can be inher-
ently heterogeneous. These syncytial heterogeneities of even
modest proportions can represent a significant mechanism
contributing to the far-field excitation process. Fishier, M. G.,
Vepa K., Spatiotemporal Effects of Syncytial Heterogeneities
on Cardiac Far-field Excitations during Monophasic and
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Biphasic Shocks, Journal of Cardiovascular Electrophysiol-
ogy, 1998, 9(12): 1310-24, which is incorporated herein by
reference.

For purposes of the present application, the term “near-
field,” can relate to effects that are in close proximity to
stimulating electrode(s), i.e., distances are restricted by sev-
eral space constants (lambda) of cardiac tissue, which is
typically up to several millimeters. Near-field effects can be
strongly dependent upon distance from the electrodes. The
term “far-field,” on the other hand, canrelate to effects that are
generally independent or less dependent upon distance from
the electrodes. They can occur at distances that are much
greater than the space constant (lambda).

Applying far-field low energy electric field stimulationin a
range of time- and frequency-domains can interrupt and ter-
minate the reentrant circuit by selectively exciting the excit-
able gap near the core of reentry. High frequency far-field
electric stimulation has significantly higher defibrillation
success compared to near-field ATP. The reentrant circuit can
be anchored at a functionally or anatomically heterogeneous
region, which constitutes the core of reentry. The virtual
electrode theory of myocardial excitation by electric field
predicts that areas near the core will experience greater polar-
ization in response to an applied electric field compared with
the surrounding, more homogeneous tissue. Various shock
protocols to terminate atrial arrthythmias are contemplated.
Thus, in one aspect, the region near the core of reentry can be
preferentially excited with very small electric fields to desta-
bilize or terminate anchored reentrant circuits. Once destabi-
lized, subsequent shocks can more easily drive the rotors
away to the boundary of atrial tissue and restore normal sinus
rhythm.

In traditional high-voltage defibrillation therapy, a trun-
cated exponential biphasic waveform has a lower defibrilla-
tion energy as compared to monophasic shocks. However, in
the case of phased unpinning far-field therapy (“PUFFT”),
the use of multiple monophasic versus multiple biphasic
waveforms was recently found to be more effective in termi-
nating ventricular tachycardias in a rabbit model. This differ-
ence was thought to exist because optimal biphasic defibril-
lation waveforms may not produce VEPs because of an
asymmetric effect of phase reversal on membrane polariza-
tion. Efimov, 1. R., Cheng, Y., Van Wagoner, D. R., Mazgalev,
T., Tchou, P. J., Virtual Electrode-Induced Phase Singularity:
A Basic Mechanism of Defibrillation Failure, Circulation
Research, 1998, 82(8): 918-25, which is incorporated herein
by reference. YEP is discussed further in Efimov, I. R., Cheng,
Y. N., Biermann, M., Van Wagoner, D. R., Mazgalev, T. N.,
Tchou, P. J., Transmembrane Voltage Changes Produced by
Real and Virtual Electrodes During Monophasic Defibrilla-
tion Shock Delivered by an Implantable Electrode, Journal of
Cardiovascular Electrophysiology, 1997, 8(9): 1031-45;
Cheng, Y. N., Mowrey, K. A., Van Wagoner, D. R., Tchou, P.
J., Efimov, 1. R., Virtual Electrode-Induced Reexcitation: A
Mechanism of Defibrillation, Circulation Research, 1999,
85(11): 1056-66; and Fishier, M. G., Syncytial Heterogeneity
as a Mechanism Underlying Cardiac Far-Field Stimulation
During Defibrillation-Level Shocks. Journal of Cardiovascu-
lar Electrophysiology, 1998, 9(4): 384-94, all of which are
incorporated herein by reference.

The ventricular defibrillation threshold (“DFT”) can be
significantly decreased by an orthogonally rotating current
field. Tsukerman, B. M., Bogdanov, Klu, Kon, M. V., Kri-
ukov, V. A., Vandiaev, G. K., Defibrillation of the Heart by a
Rotating Current Field, Kardiologiia, 1973, 13(12): 75-80,
which is incorporated herein by reference. By combining two
sequential shocks with a rotating electrical field vector, the
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atrial defibrillation threshold (“ADFT”) of the standard lead
configuration (right atrium to distal coronary sinus) can be
significantly reduced when followed by a second shock along
the atrial septum delivered between electrodes in the proxi-
mal coronary sinus and either the SVC or Bachmann’s
bundle. Zheng, X., Benser, M. E., Walcott, G. P., Smith, W.
M., Ideker, R. E., Reduction of the Internal Atrial Defibrilla-
tion Threshold with Balanced Orthogonal Sequential Shocks,
Journal of Cardiovascular Electrophysiology, 2002; 13(9):
904-9, which is incorporated herein by reference. The ADFT
can be further reduced with balanced sequential shocks.

Virtual electrode excitation can be used at local resistive
heterogeneities to depolarize a critical part of the reentry
pathway or excitable gap near the core of reentry. Thus,
reentry can be terminated directly or destabilized and then the
reentry can be terminated by additional stimuli. This tech-
nique can be exploited in an implantable or external device,
which, upon sensing an atrial tachyarrhythmia, can apply the
low energy stimulation at several different timing intervals
until the correct timing can be achieved and the arrhythmia
can be terminated. This “trial and error” approach can be
used, as atrial arrhythmias are not immediately life threaten-
ing. Also, the low energy stimulation can be expected to be
below the pain threshold and thus may cause no anxiety and
uncomfortable side effects to the patient.

To further optimize the low energy method of termination,
multiple electric field configurations can be used to optimally
excite the excitable gap near the core of reentry and disrupt
the reentrant circuit. Referring to FIGS. 1A and 1B, these
field configurations can be achieved by placing several
implantable defibrillation electrodes 11 into the proximal 12
and distal 13 coronary sinus (“CS”), the right atrial append-
age (“RAA”) 14, and the superior venae cavae (“SVC”) 15. In
one aspect, a right ventricular lead is positioned as part of the
implantation (FIG. 1B). In another aspect, no ventricular lead
is positioned (FIG. 1A), removing the need to cross a heart
valve during lead implantation. L.eads may be active or pas-
sive fixation. As can be seen from FIG. 1, no leads are placed
in the left side of the heart, thus reducing the time required for
implantation.

Electric fields can be delivered between any two of these
electrodes as well as between one of these electrodes and the
device itself 16 (hot can configuration). Modulation of the
electric field vector can be used to achieve maximum cover-
age of the entire atria and to maintain optimal Virtual Elec-
trode Polarization pattern through the entire cycle of arrhyth-
mia in order to depolarize the maximum area of excitable
gaps. The optimal electric fields used and the correct
sequence of fields can also be explored on a trial and error
basis for each patient or can be estimated based on external
information regarding potential sites of the reentrant circuits,
or can be based on a combination of both.

Referring also to FIG. 1C, a first electrode 114 is placed in
the right atrium, and a second electrode 115 is placed in the
left atrium for delivery of atrial defibrillation therapy.
Although only two electrodes 11a and 115 are depicted, it
will be understood that additional electrodes and correspond-
ing leads may also be implanted, including a ventricular sens-
ing electrode, as well as other electrodes depicted and
described with respect to FIGS. 1A and B.

FIGS. 5A, 5B and 5C together depict a clock-wise rotation
of'the vectors of a series of three consecutive far field unpin-
ning shocks. In this example, multiple, monophasic shocks
can be applied with intervals as a function of arrhythmia cycle
length. In one example, the far field unpinning shocks can be
square waves, 10 ms in duration of which the voltage and
vectors will be varied to determine minimum termination
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voltage. In other embodiments, the far field unpinning shocks
or pulses may be rounded, staggered, ascending, descending,
biphasic, multiphasic, or variations thereof.

In FIG. 5A a first far field unpinning shock 40 is applied
between the electrode located in the right atrial appendage (b)
and the device (a). In FIG. 5B a second far field unpinning
shock 42 is applied between the electrode located distal in the
coronary sinus (e) and the electrode located in the superior
venae cavae (c). In FIG. 5C a third far field unpinning shock
44 is applied between the device (a) and the electrode located
proximal in the coronary sinus (d).

Referring also to FIG. 5D, shocks may also be applied
between electrodes 11a in the right atrium and 115 in the left
atrium, as indicated by the bi-directional arrow depicted.
Although only two electrodes are depicted, and only a first
electrical field vector from electrode 11a to 115, and a second
vector from electrode 115 to 11a are depicted, it will be
understood that any series of shocks or pulses may be applied
between electrodes 11a and 115 and other placed electrodes,
including between electrodes 11a/115 and the device, to
deliver aseries of shocks between electrodes and the device as
depicted and described above with respect to FIGS. 5A to 5C.

While a number of lead and electrode placements are
described above, generally speaking, an optimal electrode
configuration is one that maximizes current density across the
atria, particularly in the region where the arrhythmia arises,
thereby maximizing depolarization in the atrial region origi-
nating the arrthythmia.

An algorithm may be used for treatment of AF1 and AF. To
determine whether the atria are in flutter or fibrillation, the
device can first estimate the CL of arrhythmia. For example,
if the average atrial cardiac CL is less than 250 ms, but greater
than 150 ms, the atria are considered to be in AF1. The dis-
tinguishing characteristics of AF and AF] vary on a patient-
to-patient basis and thus these CL. parameters can be pro-
grammable based on patient’s need. Examples of
distinguishing AF from AF1 are described in U.S. Pat. No.
5,814,081, which is incorporated herein by reference. In addi-
tion, an algorithm can be used to characterize and categorize
morphologies of atrial electrogram in order to use this infor-
mation for patient-specific and morphology-specific optimi-
zation of phased unpinning far-field therapy.

An optimum time to apply the phased unpinning far-field
therapy relative to the cardiac cycle may be determined from
the ventricular sensing electrodes including RV or far-field
R-wave detection. Examples of finding unsafe times for far-
field shock are also described in U.S. Pat. No. 5,814,081.

Other timing considerations, particularly with respect to
phase or stage durations, may be determined in whole or in
part by characteristics of the sensed atrial fibrillation. As will
be described below, while ventricular activity, such as
R-wave characteristics, may be used to determine an overall
therapy timing, such as a maximum window of time for
therapy delivery, an AF CL may determine a particular phase
duration within that window of time.

Learning algorithms may also used to optimize therapy on
subsequent terminations. Once the optimal timing and field
settings are achieved for a patient to terminate an atrial tach-
yarrhythmia, these settings are the starting point for termina-
tion of the next bout of AF/AF.

Because AFV/AF are not immediately life-threatening
arrhythmias, therapy can be optimized using a trial and error
approach combined with learning algorithms to tailor therapy
for each patient. The optimization includes two objectives: (a)
terminating arrthythmia and (b) avoiding intensities associ-
ated with pain.
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As described above, the pain threshold depends on many
factors, including autonomic tone, presence of drugs, loca-
tion of electrodes and shock waveforms. A value of 0.1 J has
been reported by Ladwig, K. H., Marten-Mittag, B., Leh-
mann, G., Gundel, H., Simon, H., Alt, E., Absence of an
Impact of Emotional Distress on the Perception of Intracar-
diac Shock Discharges, International Journal of Behavioral
Medicine, 2003, 10(1): 56-65, which is incorporated herein
by reference, as the energy value where pain and/or discom-
fort is first generally experienced. However, it can be different
from patient to patient. Thus, a real-time feedback to the
patient can be provided in estimating the pain threshold dur-
ing either the implantation or calibration of the device or
during execution of the optimizing learning algorithms.

Referring now to FIG. 6, a pain threshold protocol 200 is
described. An atrial arrhythmia treatment device is implanted
in a patient, who is sedated or under anesthesia, during a
surgical procedure 202. The implanted device includes an
implantable therapy generator and at least two leads operably
connected to the implantable therapy generator, each lead
having at least two electrodes adapted to be positioned proxi-
mate the atrium of a heart of the patient. At a time after
completion of the surgical procedure, when the patient is fully
conscious and completely free from the effects ofthe sedation
or anesthetic, the atrial arrhythmia treatment device is con-
figured 204. The device is instructed to apply a PUFFT treat-
ment 206, via a far field configuration of the electrodes, to the
patient in response to detection of an atrial arrhythmia, the
PUFFT treatment having a first set of therapy parameters. The
patient then provides an indication of pain sensation in
response to the PUFFT 208. An assessment is made of the
effectiveness of the PUFFT treatment of the atrial arrhythmia
210. An evaluation is made regarding the effectiveness of the
PUFFT treatment and the indication of pain sensation 212. In
response to both the indication of pain, and of the assessment
of'the effectiveness of the treatment, an adjustment is made to
at least one of the set of therapy parameters and the far field
configuration of the electrodes 214. Steps 206 to 212 are
repeated until a set of therapy parameters and a far field
configuration of the electrodes have been determined that
provide an effective treatment of the atrial arrhythmia for the
patient at a pain sensation that is tolerable to the patient. The
atrial arrhythmia treatment device is then programmed with
the set of therapy parameters and the far field configuration of
the electrodes 216 as determined from steps 206-214 to be
used by the device in automatically treating an atrial arrhyth-
mia detected by the device.

Referring to FIG. 2, upon device implantation, several
measurements are first made (P101-P103). The field excita-
tion thresholds for both atrial and ventricular excitation are
measured from each lead combination as described previ-
ously (P101). These values serve as the minimum and maxi-
mum stimulation strengths, respectively, and can be tested
periodically by the device for changes. Stimulation strengths
can also be increased until the patient senses the shock and
feels pain. A patient feedback mechanism can be employed to
register this maximum shock amplitude, which corresponds
to pain threshold for this particular site. These minimum and
maximum values outline the operating range of the device.

After implantation, the device enters a sensing mode (21)
to sense for atrial tachyarrhythmias. When an arrhythmia is
sensed, the minimum AFI/AF CL can be determined from all
sensing electrodes. The minimum AFI/AF CL can then be
used to calculate the stimulus frequency (2354), which may
range from about 20% to about 100% of the minimum AFl/
AF CL. As will be described further below, in some embodi-
ments, a stimulus frequency is determined based on a range of
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70% to 100% of AFI/AF CL, such that the time between
shocks, or pulses, of a particular therapy phase or stage ranges
from 70% to 100% of AFI/AF CL. The device then deter-
mines if the arrhythmia is the first bout of AFI/AF after
implantation (24). If so, a default combination of stimulus
parameters combined with the minimum stimulation
strengths as previously measured can be used for the first
defibrillation trial (P103) and (26). The combination of stimu-
lus parameters (23) can include: number of stimuli (23a),
frequency of stimuli (2354), number of electric field configu-
rations (23c¢), sequence of electric field configurations (234),
field strength (23e¢), waveform morphology (23f), and the
inter-stage delay. The default combination of parameters can
bebased on experimental evidence found in animal models of
AFV/AF, previous experience with this technology, or results
of'patient specific testing at the time of implant. Ifitis not the
first bout of AFI/AF after implant, stored parameters from the
previous stimulus application can be used for the first defibril-
lation trial (25)-(26). In some embodiments, to avoid induc-
ing a ventricular arrhythmia, the device then waits for the next
sensed R-wave to deliver the atrial defibrillation therapy. The
appropriate stimulus parameters are then delivered (28).

After the defibrillation trial, which may include multiple
therapy stages, sensing can then be employed again to deter-
mine if the trial was successful (29). If the trial was unsuc-
cessful, and the duration of AFI/AF has not exceeded the
maximum allowed duration (30), the stimulus parameters
(23) are varied and another defibrillation trial can be per-
formed (25)-(29). Because of the large number of stimulus
parameters (23), a neural network can be employed within the
device to control the sequence and optimization of the param-
eters. The defibrillation trials continue (25)-(29) until the
arrhythmia is terminated or until the maximum duration of
AFV/AF is reached (30). Because prolonged AFI/AF can pro-
mote pathological remodeling of atria (atrial fibrillation
begets atrial fibrillation), blood clotting and increase a
patient’s risk of stroke along with other complications, a
higher energy rescue shock (31) can be delivered if necessary
and low energy optimization can be continued upon the next
bout of AFI/AF.

If a successful combination of parameters is found, the
stimulus parameters can be saved (36), (25) and employed
upon the next bout of AFI/AF. If a particular combination of
stimulus parameters is found to be successful for many bouts
of AFI/AF (i.e., >5 successful terminations) (33), the device
can enter a “continual optimization algorithm” (34) to deter-
mine if the energy can be further decreased. The stimulus
parameters can be varied at a lower energy (35), (23) to try to
find another successful combination. If another such combi-
nation is not determined, the device can return to using the
successful combination.

In one embodiment, the morphology of an arrhythmia’s
electrogram can be documented, stored, and compared to
previously stored morphologies. Anatomic location(s) of the
reentry circuit(s) are determined by the specific anatomy and
physiological remodeling of the atria, which are unique for
each patient. Thus, the morphologies can reveal the specific
anatomic locations of the reentry circuits. Optimization of the
pulse sequence of the therapy can be conducted separately for
each electrogram morphology and stored in memory for
future arrhythmia terminations.

Referring to FIG. 7, various locations 302 where reentry
circuits may be anchored are depicted. The locations 302 have
been divided into five zones 310, 320, 330, 340 and 350
indicated by the dashed lines. In one embodiment, a default
therapy sequence can be initiated for reentry circuits located
in each zone. For example, if the morphology of the arrhyth-
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mia indicates that the reentry circuitis located in zone 310, the
sequence of electric fields applied might begin between elec-
trode (b) and electrode (a) (on the device) as depicted in FIG.
5A. The sequence may then continue with an electric field
between electrode (e) and electrode (¢) (FIG. 5B) followed by
one between electrode (a) and electrode (d) (FIG. 5C). The
table in FIG. 9 provides one example of potential default
therapy sequences for each zone 310, 320, 330, 340, and 350
in FIG. 7. If the default therapy sequence in a given zone fails
to terminate the arrhythmia, additional therapy sequences
may subsequently be applied.

Because this device, in certain embodiments, can deliver a
series of electric field stimuli in rapid succession, traditional
implantable pulse generators, such as those normally used in
1CDs generally may be inadequate for the device. Traditional
implantable pulse generators employ a charging period (on
the order of seconds) to charge a capacitor, then rapidly
discharge the capacitor to apply the shock. Before the next
shock application, the capacitor may need to be charged
again. In this device, several low energy far field unpinning
shocks/pulses (two-ten) can be applied in rapid succession (in
some embodiments ranging from 10-100 ms apart, which in
some embodiments is determined by the AFI/AF CL) for each
unpinning shock.

The implantable pulse generator according to one type of
embodiment of this device can include several smaller
capacitors that charge before or during the defibrillation tri-
als. For each stimulus delivered, a single capacitor discharges
with the appropriate amount of energy followed sequentially
by a discharge from another capacitor until the appropriate
number of stimuli is delivered. The capacitors can all be
charged simultaneously before the entire defibrillation trial
or, alternatively, the capacitors can be charged sequentially in
groups, or individually. In one example implementation,
capacitors which are used for unpinning shocks that appear
later in the defibrillation trial are charged while other unpin-
ning shocks are applied earlier in the trial via other capacitors,
which were charged previously. In a related example, a
capacitor that is used for an earlier unpinning shock is re-
charged during a subsequent one or more shock of the trial,
and is further re-used for a later unpinning shock of the same
trial. This latter example is facilitated in embodiments where
the power supply is capable of sufficient current drive to
charge the capacitors in sufficient time to permit their re-use
within the same trial.

In a related embodiment, the device uses multiple capaci-
tors for storing the electrotherapy energy, except that, unlike
the example embodiment described above, each capacitor has
sufficient energy storage to provide more than a single shock
in the sequence.

In order to produce the appropriate stimuli across the
appropriate lead configuration, a fast-switching network can
be employed to switch the discharged energy between the
different capacitors as well as switching the applied energy to
the correct electrodes. The pretreatment of pulses is described
further in U.S. Pat. Nos. 5,366,485 and 5,314,448, both of
which are incorporated herein by reference.

Experimental Results

Referring to FIGS. 3A and 3B, a series of experiments were
conducted in which the posterior epicardium of the right and
left atria (RA and LA) and the pulmonary vein (PV) region of
Langendorff-perfused rabbit hearts (n=9) were simulta-
neously optically mapped in control and during ACh perfu-
sion (2.5-100 .mu.M). In FIG. 3A, the fluorescent optical
mapping of the posterior atria during ACh-induced AF1 and
AF in a Langendorft-perfused rabbit heart with a photodiode
array optical mapping field of view is shown wherein (1) the
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location of the origin of a normal sinus rhythm heart beat is
indicated by a blue/purple circle, (2) the narrow gray oval
indicates the line of intercaval conduction block, as identified
during normal sinus rhythm and during pacing, the site of
resistive heterogeneity, which is highly likely to serve as a
pinning site for a reentry circuit during atrial flutter or atrial
fibrillation, (3) dashed black lines with arrows indicate the
location and direction of reentrant circuits, and (4) dashed
white lines indicate vessels that have been ligated. In FIG. 3B,
the activation maps and optical action potentials (OAP) dur-
ing AFland AF of FIG. 3 A are shown, wherein (1) the narrow
gray oval indicates the line of intercaval conduction block, the
site of resistive heterogeneity, and (2) dashed white lines with
arrows indicate the location and direction of reentrant cir-
cuits, and wherein isochronal maps are depicted in 4.0 ms
steps.

Arrhythmias were provoked by a single premature stimu-
lus or burst pacing. Low-energy shocks were delivered from
two large mesh electrodes located on either side of the heart,
oriented parallel to the vertical axis of the heart. To prevent or
inhibit motion artifacts, Blebbistatin (BB) was used. BB is a
highly specific inhibitor of myosin TI isoforms. Under con-
trol conditions, AF was not induced, and sustained AF1 was
induced only in 1 heart. Ach depressed the sinus rhythm and
provoked atrial premature beats (“APBs”) with a coupling
interval of 93.+-.7 ms from the RA appendage, superior PVs
and inferior vena cava regions. APBs resulted in spontaneous
AF in 3 hearts. In 8 hearts, a single premature stimulus or
burst pacing induced sustained AFl and AF (>10 min) at
7.+-2 muM and 20.+-.8 .mu.M ACh, respectively.

Referring again to FIG. 3B, AFl and AF were maintained
by a single macroreentrant circuit around a region of conduc-
tion block between the SVC and IVC (CL=79.+-.10 ms) or
multiple reentry circuits (CL=48.+-.6 ms), respectively. In
most cases, AF was associated with mother rotor microreen-
try in the pectinate muscles of RA (75%) and/or LA (25%).
FIG. 3B depicts an example of activation during AF. AF was
associated with a stable mother rotor (figure-of-eight) in the
RA appendage. Rarely, several complete rotations of an addi-
tional rotor were observed in the LA, but this rotor was
generally not sustained.

To terminate the arrhythmias, monophasic five ms shocks
were delivered from external mesh electrodes. Either a single
shock was applied throughout various phases of AF1 or mul-
tiple (three-five) shocks were applied within one AF1 CL.
Anti-tachycardia pacing (ATP, 8 pulses, 50-100% of AF1 CL)
was also applied from the RA appendage electrode or the IVC
region electrode.

A statistically significant phase window was found in
which single shocks terminated AF1 with a defibrillation
threshold (DFT) 0f 0.9.+-.0.4 V/cm. Termination of AF] was
preceded by a short (<1 sec) run of AF in 30% of cases, which
are demonstrated examples of destabilization of reentry
before its complete termination. Multiple shocks had lower
termination strength of 0.7.+-.0.1 V/ecm. ATP alone termi-
nated AF1 in only 4 of the 6 hearts on which it was applied
with 15% of terminations preceded by AF and 11% of appli-
cations resulting in sustained AF. Conventional time-inde-
pendent monophasic shocks terminated sustained AF with a
minimum strength 4.7.+-.0.9 V/cm only. The lower efficacy
of ATP suggests that low-energy field stimulation may be an
alternative to ATP for the treatment of AFL

Experimental protocols were transferred from the rabbit
model to the canine AF model. AF1 or AF was electrically
induced in isolated, coronary-perfused canine right atria
(n=7) in the presence of acetylcholine (3.8.+-.3.2 .mu.M).
CL of AFl and AF was 130.7.+-.30.7 ms and 55.6.+-.7.9 ms,
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respectively. Referring to FIGS. 4A and 4B, using optical
mapping (16.times.16 photodiode array), AF1 and AF were
determined to be maintained by single macroreentrant cir-
cuits around the sinoatrial node region or multiple reentry
circuits, respectively. FIG. 4A shows a preparation of fluo-
rescent optical mapping of the right atrial endocardium dur-
ing Ach-induced AF1 and AF in the canine isolated atria with
aphotodiode array optical mapping field of view, wherein (1)
the sin .theta.-atrial node, which is a resistive heterogeneity,
and often serves as a pinning location for a reentry circuit
during atrial flutter is indicated by a dark blue/purple oval, (2)
dashed white lines with arrows indicate a reentry circuit dur-
ing atrial flutter, and (3) dashed black lines with arrows indi-
cate a reentry circuit during atrial fibrillation (which is pinned
to another resistive heterogeneity). FIG. 4B shows activation
maps and OAPs during AFL and AF wherein (1) dashed white
lines with arrows indicate a reentry circuit during atrial flutter,
and (2) dashed black lines with arrows indicate a reentry
circuit during atrial fibrillation (which is pinned to another
resistive heterogeneity). It can be seen that AF reentry cores
were located at functional and anatomical heterogeneities in
the pectinate muscles and SVC/IVC regions. Single or mul-
tiple monophasic 10 ms shocks were applied from parallel
mesh electrodes in the tissue bath using the rabbit experimen-
tal setup.

The far-field diastolic threshold of excitation was reached
at0.14.+-.0.12 V/em (0.005+0.0001 J) when supra-threshold
virtual cathodes were induced at local resistive heterogene-
ities. Single-shock ADFT was significantly lower for AF1 vs.
AF (0.2.4+4-.0.06 vs. 7.44.+-.3.27V/cm, 0r 0.018.+-.0.001 vs.
2.6.+-.0.78 J; p<0.05). However, application of 2 or 3 pulses
delivered at an optimal coupling interval between pulses
allowed significant reduction of the ADFT for AF: 3.11.+-
.0.74 V/iecm and 3.37.+-.0.73 V/cm, or 0.44.4-.0.04 and
0.48.+-.0.03 J for 2 and 3 pulses, respectively (p<0.05 vs. 1
pulse). Coupling interval optimization was performed in the
range of 20-190% of the AF CL. Optimal coupling interval
was 87.3.+-.18.6% and 91.3.+-.17.9% for two and three
pulses, respectively. The table in FIG. 8 provides the sum-
mary of these results collected in six canine atrial prepara-
tions.

Moreover, low voltage shocks (0.1-1 V/em) converted AF
to AF1. Thus, atrial defibrillation or cardioversion may best be
achieved by a multi-step process that includes: (a) conversion
of AF to AFL, and (b) termination of AFl. Both steps are
achieved with multiple pulses with energy ranging from 0.02-
0.17.

Similar ADFT values for AF and AF1 were found in both
models, demonstrating the relevance of the rabbit model for
experiments in dogs and further applications. Lower ADFTs
can be obtained when multiple field directions are used, as
well as when appropriately timed shocks or multiple shocks
are used.

The method described above is exemplary of a method in
accordance with one aspect of the present invention. The
methods above may be accomplished by an internal,
implanted device. The methods above may be accomplished
using any number and configuration of electrode arrange-
ments, such as endocardial, epicardial, intravenous, implant-
able, or external, or any combination thereof, to deliver elec-
trical cardiac stimulation in accordance with the present
invention. Multiple path electrode configurations as contem-
plated for use with some embodiments of the present as
shown, for example, in U.S. Pat. Nos. 5,306,291 and 5,766,
226, the disclosure of each of which are incorporated herein
by reference.
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It is contemplated that the method of the present invention
can be utilized together with, or separate from, other pacing
and defibrillation therapies. For example, the present inven-
tion can be implemented as part of an ICD where a high
voltage defibrillation shock can be delivered in the event that
the method of the present invention is unable to successfully
convert a cardiac arrhythmia. Alternatively, the present inven-
tion could be implemented as part of a conventional pace-
maker to provide for an emergency response to a VINF
condition in the patient that would increase the chances of
patient survival.

The methods of the present invention also contemplate the
use of any number of arrangements and configurations of
waveforms and waveshapes for the electrical stimulation
pulse(s). Known monophasic, biphasic, triphasic and cross-
phase stimulation pulses may be utilized. In one embodiment,
the present invention contemplates the use of an ascending
ramp waveform as described in the article Qu, F., Li, L.,
Nikolski, V. P,, Sharma, V., Efimov, 1. R., Mechanisms of
Superiority of Ascending Ramp Waveforms: New Insights
into Mechanisms of Shock-induced Vulnerability and
Defibrillation, American Journal of Physiology—Heart and
Circulatory Physiology, 2005, 289: H569-H577, the disclo-
sure of which is incorporated herein by reference.

The methods of the present invention also contemplate the
use of any number of arrangement and configurations for the
generation of the phased unpinning far field electrical stimu-
lation pulse(s). While conventional high voltage capacitor
discharge circuitry may be utilized to generate the lower
energy stimulation pulse(s) in accordance with the present
invention, it is also expected that alternative arrangements
could be utilized involving lower voltage capacitor arrange-
ments, such as stacked, switched or secondary capacitors,
rechargeable batteries, charge pump and voltage booster cir-
cuits as described, for example, in U.S. Pat. Nos. 5,199,429,
5,334,219, 5,365,391, 5,372,605, 5,383,907, 5,391,186,
5,405,363, 5,407,444, 5,413,591, 5,620,464 and 5,674,248,
the disclosures of each of which are incorporated herein by
reference. Generation of the staged/phased unpinning far
field therapy in accordance with embodiments of the present
invention can be accomplished by any number of methods,
including known methods for generating pacing pulses. Simi-
larly, any number of known techniques for cardiac arrhythmia
detection may be used in accordance with the method of the
present invention.

Three-Stage Atrial Cardioversion Therapy

In accordance with one embodiment the PUFFT therapy is
delivered as part of a three-stage atrial cardioversion therapy.
As shown in FIG. 10, in one embodiment the therapy (28) that
is delivered by the method shown in FIG. 2 comprises a
three-stage atrial cardioversion therapy delivered to the
patient in response to detection of an atrial arrhythmia, the
three-stage atrial cardioversion therapy having a set of
therapy parameters and having a first stage (400) and a second
stage (402) delivered via a far field configuration of the elec-
trodes and a third stage (404) delivered via a near field con-
figuration of the electrodes. It will be understood that “three
stage” therapy refers to all variations of therapies of the
claimed invention that include at least one set of first-stage
pulses, at least one set of second-stage pulses, and at least one
set of third-stage pulses. It will also be understood that
“multi-therapy” includes multiple three-stage therapies,
wherein the atrial arrhythmia may be reevaluated between
three-stage therapy implementations.

Referring to FIG. 11, acombined representation of all three
of'the stages of the three-stage atrial cardioversion therapy is
shown. A first stage (400) is applied for unpinning of one or
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more singularities associated with an atrial arrhythmia. A
second stage (402) is applied for anti-repinning of the one or
more singularities associated with the atrial arrhythmia. A
third stage (404) is applied for extinguishing of the one or
more singularities associated with the atrial arrhythmia.

In various embodiments, the first stage (400) has at least
two and less than ten atrial cardioversion pulses of 10 volts to
100 volts. While depicted as biphasic, first stage (400) pulses
may alternatively comprise monophasic or other custom-con-
figured pulses. In an embodiment, the first stage (400)
includes pulses ranging from 10 volts to 30 volts. Pulse dura-
tion may be approximately 3-4 milliseconds in some embodi-
ments, or, more generally, of equals to or less than 10 milli-
seconds in various other embodiments, with a pulse coupling
interval ranging from 20 to 50 milliseconds. In some embodi-
ments, the first stage (402) has atotal duration of less than two
cycle lengths of the atrial arrhythmia.

In some such embodiments, the total duration may be
determined as a percentage of the atrial fibrillation cycle
length (AF CL), which in an embodiment ranges from 30 to
50% of a single AF CL. In other embodiments, the total
duration of the first stage (402) may be greater than two cycle
lengths of the atrial arrthythmia. The first stage may also
generally be delivered within a ventricular refractory period.
In an alternative embodiment, some first stage (402) pulses
are delivered within the ventricular refractory period, and
some without. In such an embodiment, individual or total
pulse energy delivered within the ventricular refractory
period may exceed the ventricular capture threshold in some
cases, but those outside the ventricular refractory period
would not, so as to avoid inducing ventricular fibrillation. In
one embodiment, the energy of each biphasic atrial cardio-
version pulse is less than 0.1 joules.

In an embodiment, an interstage delay (II) of 50 to 400
milliseconds precedes the second stage (402), though in other
embodiments, interstage delay II may be shorter or longer,
such as 100 to 400 milliseconds.

In some embodiments, the second stage (402) has at least
five and less than ten far field pulses of less than ventricular
far-field excitation threshold (2 to 10 volts). Because second
stage (402) is not directly synched to the R wave, pulse
voltage and energy are generally kept low enough to mini-
mize the risk of ventricular capture, though high enough to
capture the atria. In an embodiment, pulse energy may be
approximately equal to 1.5 times the energy needed to capture
the atria. Though depicted as monophasic pulses, second
stage (402) may comprise biphasic, monophasic or another
non-traditional configuration. In an embodiment, second-
stage pulse duration ranges from 5 ms to 20 milliseconds with
a pulse coupling interval ranging from 70% to 100% of the
cycle length of the atrial arrhythmia.

An interstage delay (12) of between 50 to 400 milliseconds
precedes the third stage (404), though in other embodiments,
interstage delay 12 may be shorter or longer, such as 100 to
400 milliseconds.

In some embodiments, the third stage (404) has at least five
and less than ten near field pulses, which may be biphasic,
monophasic or of another non-traditional configuration, of
less than 10 volts with a pulse duration of more than 0.2 and
less than 5 milliseconds and a pulse coupling interval of 70 to
200% of the cycle length of the atrial arrhythmia. The three-
stage atrial cardioversion therapy is delivered in response to
detection of the atrial arrhythmia with each stage (400, 402,
and 404) and in some embodiments, without confirmation of
conversion of the atrial arrhythmia until after delivery of the
third stage (404). Generally, as with second stage (402),
enough energy should be applied so as to capture the heart
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with the pacing energy while still having enough energy
margin to assure atrial capture.

Referring to FIG. 12, an embodiment of first stage (400) is
shown. In this embodiment, each of four biphasic cardiover-
sion pulses is delivered from a separate output capacitor
arrangement where an H-bridge output switching arrange-
ment reversals the polarity of the far-field electrodes at some
point during the discharge of the output capacitor arrange-
ment. In alternate embodiments, few output capacitor
arrangements may be used where later cardioversion pulses
are delivered from the same output capacitor arrangement
that was used to delivery an earlier cardioversion pulse and
that has been recharged before the later cardioversion pulse.
In other embodiments, each phase of the biphasic cardiover-
sion pulse may be delivered from a separate output capacitor
arrangement. In other embodiments, a switching capacitor
network may be used to combine output capacitor arrange-
ments to deliver the cardioversion pulses of the first stage
(400). It will be understood that the initial output voltage,
reversal voltage, duration and coupling interval between
pulses may be the same or different for all or for some of the
pulses within the range of pulse parameters provided for the
first stage (400). It will also be understood that the pulses
shown in FIG. 12 of the first stage (400) may all be delivered
through the same far-field electrode configuration, and in
other embodiments the pulses may be delivered as part of a
rotating set of PUFFT pulses delivered through different far-
field electrode configurations.

Referring to FIG. 13, an embodiment of the second stage
(402) is shown. In this embodiment, each of six monophasic
far-field low voltage pulses are delivered from the same out-
put capacitor arrangement that is recharged between succes-
sive pulses, although the pulses may each be delivered from
separate output capacitor arrangements or from fewer output
capacitor arrangements than the total number of pulses in the
second stage (402). Alternatively, the pulses may be delivered
directly from a charge pump, voltage booster or other similar
kind of charge storage arrangement powered by a battery
system. As with the first stage (400), it will be understood that
the initial output voltage, duration and coupling interval
between pulses of the second stage (402) may be the same or
different for all or for some of the pulses within the range of
pulse parameters provided for the second stage (402). It will
also be understood that the pulses shown in FIG. 13 of the
second stage (402) may all be delivered through the same
far-field electrode configuration, and in other embodiments
the pulses may be delivered as part of a rotating set of PUFFT
pulses delivered through different far-field electrode configu-
rations. The far-field electrode configuration for the second
stage (402) may be the same as, or different than, the far-field
electrode configuration utilized for the first stage (400).

Referring to FIG. 14, an embodiment of the third stage
(404) is shown. In this embodiment, each of eight monopha-
sic near-field low voltage pulses are delivered from the same
output capacitor arrangement that is recharged between suc-
cessive pulses, although the pulses may each be delivered
from separate output capacitor arrangements or from fewer
output capacitor arrangements than the total number of pulses
in the third stage (404). Alternatively, the pulses may be
delivered directly from a charge pump, voltage booster or
other similar kind of charge storage arrangement powered by
a battery system. In one embodiment, the same output capaci-
tor arrangement is used to deliver the second stage pulses and
the third stage pulses. As with the first stage (400) and second
stage (402), it will be understood that the initial output volt-
age, duration, and coupling interval between pulses of the
third stage (404) may be the same or different for all or for
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some of the pulses within the range of pulse parameters
provided for the third stage (404). It will also be understood
that the pulses shown in FIG. 14 of the third stage (404) may
all be delivered through the same near-field electrode con-
figuration, and in other embodiments the pulses may be deliv-
ered as part of a rotating set of PUFFT pulses delivered
through different near-field electrode configurations. In some
embodiments, the near-field electrode configuration may be a
monopolar electrode arrangement, and in other embodi-
ments, the near-field electrode configuration may be a bipolar
electrode arrangement.

Referring to FIGS. 15 and 16, a multi-therapy embodiment
of the three-stage atrial cardioversion therapy is shown. In
this embodiment, the unpinning stage 1 (400) and anti-repin-
ning stage 2 (402) are each repeated in sequence as part of the
overall atrial cardioversion multi-therapy before delivery of
the extinguishing stage 3 (404). As with the embodiment
shown in FIG. 11, the parameters for each of the stages, and
each of the pulses within each stage, may be the same or
different for different stages and/or different pulses within
each stage. Generally, for multi-therapy, termination of the
atrial arrhythmia may be confirmed between three-stage
therapies, but not between individual stages (first, second, or
third stages) of a three-stage therapy.

Referring to FIGS. 17 and 18, an alternate embodiment of
the three-stage atrial cardioversion therapy is shown. In this
embodiment, the unpinning stage 1 (400) and anti-repinning
stage 2 (402), as well as the extinguishing stage 3 (404) are
each repeated in sequence as part of the overall atrial cardio-
version therapy (28), followed by a repeated delivery of all
three of the stages before completion of the atrial cardiover-
sion therapy (28). As with the embodiment shown in FIG. 11,
the parameters for each of the stages, and each of the pulses
within each stage, may be the same or different for different
stages and/or different pulses within each stage.

Referring now to FIGS. 19A-19B and 20, a detailed
description of the construction of an embodiment of the three-
stage atrial cardioversion system is described. In the example
embodiment depicted in FIG. 19A at a high level, an atrial
arrhythmia treatment apparatus 500 includes a plurality of
electrodes 502 adapted to be implanted proximate an atrium
of'a heart of a patient to deliver far field pulses and a plurality
of electrodes 504 adapted to implanted proximate the atrium
of'the heart of the patient to deliver near field pulses and sense
cardiac signals. The housing of apparatus 500 can serve as
one of the far-field electrodes 502 or near-field electrodes
504. Additionally, far-field electrodes 502 and near-field elec-
trodes 504 can share at least one common electrode in some
embodiments. An implantable therapy generator 506 is oper-
ably connected to the electrodes and includes a battery system
508 (or other suitable on-board energy source such as super
capacitors, for example) and one or more power supply cir-
cuits 510 operably coupled and providing power to sensing
circuitry 512, detection circuitry 514, control circuitry 516
and therapy circuitry 518 of the implantable therapy genera-
tor. In one type of embodiment, therapy circuitry 518 includes
a specialized power supply that is fed directly from battery
system 508, bypassing power supply circuitry 510. Sensing
circuitry 512 senses cardiac signals representative of atrial
activity and ventricular activity. Detection circuitry 514
evaluates the cardiac signals representative of atrial activity to
determine an atrial cycle length and detect an atrial arrhyth-
mia based at least in part on the atrial cycle length. Control
circuitry 516, in response to the atrial arrhythmia, controls
generation, and selective delivery of a three-stage atrial car-
dioversion therapy to electrodes 502 and 504, with each stage
having an inter-stage delay of between 100 and 400 millisec-
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onds and, in an embodiment, without confirmation of conver-
sion of the atrial arrhythmia during the three-stage atrial
cardioversion therapy. In other embodiments, the inter-stage
delay may be shortened, such that the inter-stage delay ranges
from 50 to 400 milliseconds. In various embodiments, detec-
tion circuitry 514, control circuitry 516 and therapy circuitry
518 can share components. For example, in one embodiment,
acommon microcontroller can be a part of detection circuitry
514, control circuitry 516 and therapy circuitry 518.

The therapy circuitry 518 is operably connected to elec-
trodes 502 and 504 and control circuitry 516. FIG. 19B illus-
trates an example arrangement of therapy circuitry 518
according to one type of embodiment. Therapy circuitry 518
can include its own power supply circuit 602, which is fed
from battery system 508. Power supply circuit 602 can be a
simple voltage regulator, or it can be a current limiting circuit
that functions to prevent therapy circuitry (which has the
greatest power demands of all the circuitry in the device) from
drawing too much power and, consequently, causing a drop in
the supply voltage below a sufficient level to power the con-
troller and other critical components. Alternatively, power
supply circuit 602 can be implemented in power supply cir-
cuit 510; or, in one type of embodiment, power supply circuit
602 can be omitted entirely, such that charging circuit 604 is
fed directly from battery system 508.

Charging circuit 604 is a voltage converter circuit that
produces voltages at the levels needed for the stimulation
waveform. The input to charging circuit is a voltage at or near
the voltage of battery system 508, which in one embodiment
is between 3 and 12 volts. Since the stimulation waveform,
particularly the first stage, is at a much higher voltage, up to
around 100 volts, a boosting topology is used for charging
circuit 604. Any suitable boosting circuit may be employed to
this end, including a switching regulator utilizing one or more
inductive elements (e.g., transformer, inductor, etc.), or a
switching regulator utilizing capacitive elements (e.g., charge
punip).

FIGS. 20A-20F illustrate various known topologies for
voltage boosting circuits that can be utilized as part of charg-
ing circuit 604 according to various embodiments. FIG. 20A
illustrates a basic boost converter topology. The boost con-
verter of FIG. 20A utilizes a single inductor indicated at L1 to
store energy in each cycle of switch SW. When switch SW
closes, inductor L1 is energized and develops a self-induced
magnetic field. When switch SW opens, the voltage at the
L1-SW-D1 node is boosted as the magnetic field in inductor
L1 collapses. The associated current passes through blocking
diode D1 and charges energy storage capacitor C,,, to a
voltage greater than input voltage V.

FIG. 20B illustrates a flyback converter topology. The fly-
back converter utilizes transformer T1 as an energy storage
device as well as a step-up transformer. When switch SW is
closed, the primary coil of transformer T1 is energized in
similar fashion to inductor L1 of FIG. 20A. When switch SW
opens, the voltage across the primary coil is reversed and
boosted due to the collapsing magnetic field in the primary.
The changing voltages of the primary coil are magnetically
coupled to the secondary coil, which typically has a greater
number of windings to further step-up the voltage on the
secondary side. A typical turns ratio for defibrillator signal
applications in certain embodiments is Np:Ns of about 1:15,
where Np is the number of primary turns and Ns is the number
of'secondary turns. The high voltage across the secondary coil
is rectified by the diode and stored in capacitor C,,,,.

FIG. 20C illustrates a single ended primary inductance
converter (“SEPIC”), which offers certain advantages over
other power converter topologies. For instance, the SEPIC

out
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converter offers an advantage of not requiring significant
energy storage in the transformer. Since most of the energy in
a transformer is stored in its gap, this reduces the gap length
requirement for the transformer. Battery voltage is applied at
VIN and the switching element is switched at a fixed fre-
quency and a duty cycle that is varied according to feedback
of’battery current into the power converter and output voltage.
Voltage from the output of the step up transformer (T1) is
rectified by the diode D1 to generate output voltage on C_ .

FIG. 20D illustrates a variation of the SEPIC converter of
FIG. 20C. The SEPIC topology of FIG. 20D has an additional
inductive component (I.1). The additional inductor [.1 can be
implemented either discretely, or can be magnetically
coupled with the high voltage transformer into a single mag-
netic structure, as depicted in FIG. 20D.

FIG. 20E illustrates a Cuk converter topology. A Cuk con-
verter comprises two inductors, [.1 and 1.2, two capacitors,
Cland C,,,, switch SW, and diode D1. Capacitor C is used to
transfer energy and is connected alternately to the input and to
the output of the converter via the commutation of the tran-
sistor and the diode. The two inductors L1 and L2 are used to
convert, respectively, the input voltage source (V,) and the
output voltage at capacitor C_,, into current sources. Simi-
larly to the voltage converter circuits described above, the
ratio of output voltage to input voltage is related to the duty
cycling of switch SW. Optionally, inductors .1 and [.2 can be
magnetically coupled as indicated T1%*.

FIG. 20F illustrates a basic charge pump topology for
multiplying the input voltage. The example shown is a Cock-
croft-Walton multiplying circuit. Three capacitors (C,, Cg,
and C,), each of capacity C, are connected in series, and
capacitor C is connected to the supply voltage, V.. During
phase ¢, capacitor C, is connected to C, and charged to
voltage V.

When the switches change position during the next cycle,
¢,, capacitor C, will share its charge with capacitor Cz, and
both will be charged to V /2 if they have equal capacity. In
the next cycle, C, and Cz will be connected and share a
potential of V /4, while C, is once again charged to V. As
this process continues for a few cycles, charge will be trans-
ferred to all the capacitors until a potential of 3V, is devel-
oped across the output Vout. Additional stages may be added
to increase the voltage multiplication.

Referring again to FIG. 19B, pulse energy storage circuit
606 can take various forms. Generally, pulse energy storage
circuit has energy storage capacity sufficient to store either all
three stages of the atrial cardioversion therapy, or a portion of
the therapy’s energy, provided that the arrangement of energy
storage circuit 606 and charging circuit 604 supports the
ability to recharge portions of the energy storage circuit 606
while other portions thereof are discharging or are about to
discharge during application of the electrotherapy. FIG. 20G
illustrates a basic example of energy storage circuit 606, in
which there are three separate storage reservoirs for each of
the three stages of the electrotherapy. Storage reservoir 606a
stores the energy for the first stage; storage reservoir 6065 for
the second; and 606c¢ for the third. Each storage reservoir can
have one, or a plurality of storage elements. In one type of
embodiment, each storage reservoir has a plurality of storage
element groups, with each storage element group individually
switchably selectable for charging and discharging. The stor-
age elements can take any suitable form, including capacitors
of a suitable technology, e.g., electrolytic, tantalum film,
ceramic chip, supercap, or the like.

Storage reservoirs 606a-606¢ are coupled to charging cir-
cuit 604 via selector switch 607. Selector switch 607 can be
implemented with a analog multiplexer, transmission gates,

10

15

20

25

30

35

40

45

50

55

60

65

24

or any other suitable electronic switching arrangement.
Selector switch 607 is controlled by controller circuit 614 in
this example.

Referring again to FIG. 19B, wave shaping circuit 608
regulates the application of the electrotherapy by selecting,
and controlling the discharging of the energy stored in energy
storage circuit 606. In one embodiment, wave shaping circuit
608 is in the form of a H-bridge topology, as illustrated in
FIG. 20G. Switches S1-S4 are individually controlled by
controller circuit 614. The H-bridge topology facilitates
steering, or reversing the polarity, of the 10 electrotherapy
signals, enabling a biphasic shock to be applied from a single-
polarity energy storage reservoir. Other forms of switchable
coupling are also contemplated for other embodiments. For
instance, a set of analog transmission gates can be used, such
that each storage reservoir 606a-606¢ is individually select-
able. In this latter example, separate capacitors of opposite
polarity are used for storing the charge for each phase of the
biphasic unpinning waveform of the first electrotherapy
phase.

Referring againto FIG. 19B, electrode coupling circuit 610
operates to select which of the multiple sets of patient elec-
trodes 612 are coupled to the output of the wave shaping
circuit 608. Electrode coupling circuit 610 can be imple-
mented in one example embodiment using a set of analog
multiplexers that are controlled by controller circuit 614.

In various other embodiments, the functionality of charg-
ing circuit 604 and pulse energy storage circuit 606 can be
combined into a single circuit 620, such as a charge pump
arrangement, in which certain ones of the capacitors are also
used for both, building up charge, and storing the pulse energy
for the electrotherapy. In another variation, the pulse energy
storage circuit 606 can be one and the same circuit, as the
wave shaping circuit 608, depicted at 622, such as, for
example, where multiple diftferent capacitors are used to store
each individual pulse, and where the electrode coupling cir-
cuit has the capability to individually select which capacitors
are switched in to which electrodes. Moreover, in yet another
variation, charging circuit 604, pulse energy storage circuit
606, and wave shaping circuit 608 can be combined as a
single circuit implementation 624, which can be imple-
mented as a combination of circuits 620 and 622.

Referring now to FIGS. 21 and 22, exemplary EKG outputs
are shown with the three-stage atrial cardioversion therapy
overlayed to demonstrate how the three-stage atrial cardio-
version therapy successfully converts an atrial arrhythmia.
FIG. 21 illustrates two curves, the top curve showing the
signal measured with the EKG lead; and the top curve show-
ing the signal measured with another lead in the atrium. The
electrotherapy is applied from the RAA to the RAA. As
shown, in the first stage, two unpinning biphasic shocks at
30V with an interval of 40 ms are applied. Then, in the second
stage, eight anti-repinning monophasic shocks at 3V are
applied with an interval of 100 ms using the same electrodes
as those in the first stage. Subsequently, in the third stage,
eight pacing stimuli are applied with an interval of 100 ms.
The third stage is applied via a RA epicardial pacing elec-
trode. As shown in the lower curve, the atrial fibrillation is
restored to a normal sinus rhythm following administration of
the therapy. FIG. 22 depicts a similar pair of curves, except
that the three-stage electrotherapy is applied in three trials. In
the first trial, the first stage applied has five unpinning bipha-
sic shocks at 20V with an interval of 20 ms. In the second
stage of the first trial, eight anti-repinning monophasic shocks
at 3V with an interval of 100 ms are applied from the same
electrodes as the first stage. In the third stage of the first trial,
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eight pacing stimuli with an interval of 100 ms are applied
from the RA epicardial pacing electrode.

The second and third trials of the three-stage therapy are
applied in similar fashion, except that in the first stage of trials
2 and 3, five unpinning biphasic shocks are applied at 30V
with an interval of 20 ms. As can be seen in the lower curve of
FIG. 22, the atrial EKG indicates restoration of a normal sinus
rhythm following administration of the three trials.

Referring now to FIG. 23, experimental results of a com-
parison of the results in terms of energy required for success-
ful conversion of AF for three different electrode configura-
tion vectors is shown for a shock only protocol, a shock
followed by ATP and for the three-stage atrial cardioversion
therapy in accordance with an embodiment of the present
invention.

In the first part of the study, eight mongrel dogs were used.
Two disk electrodes with a diameter of 1" were placed on the
right atria (RAA) and the left atria appendage (LAA), respec-
tively. AF was induced by the rapid atrial pacing in the pres-
ence of stimulating bilateral vagus nerve at frequency of 4~20
Hz. AF that lasted for >5 min was defined as sustained AF. 1
to 4 monophasic (MP, 10 ms) or biphasic (BP, 6—4 ms) shocks
were applied from disk electrodes, followed with or w/o ATP
applied from an atrial epicardium-pacing electrode. All
shocks are triggered by the right ventricular R-wave and
applied within 8~100 ms to avoid VF induction. In six dogs,
a mainly sustained AF was observed with dominant fre-
quency of 11.0+1.7 Hz using vagal stimulation at 12.0+4.4
Hz. For AF (95% cases), DFT of 1 BP was lower than that of
IMP (0.7320.43 vs. 1.68+0.98 J, p=0.008). DFT of 2 BP was
lower than that of 2 MP (0.37+0.14 vs. 0.93+0.59 J, p=0.01).
DFT of 2 BP was lower than that of 1 BP (0.37+0.14 vs.
0.7320.43 J; p=0.04). There are no significant difference
among DFTs of 2 BP, 3 BP, and 4 BP, while DFT of 4 BP is
higher than that of 3 BP (0.53+£0.41 vs. 0.39+0.36 J, ns). 2 BP
followed by 6 pulses of ATP lower the DFT significantly than
that of 2 BP (0.23+0.05 vs. 0.5£0.08 J, p=0.001). Atrial flutter
(5% cases, which had dominant frequency of 7.7+0.4 Hz) can
easily be converted by multiple shocks at 0.0003+0.0001 J. or
ATP alone.

In the second part of the study, eight mongrel dogs were
used. Three disk electrodes with a diameter of 0.5" were
placed on the RAA, LAA, and superior vena cava (SVC). A
3F lead with two 1" coils was inserted into coronary sinus.
The distal coil is named as coronary sinus distal (CSd) and the
proximal coil is named as coronary sinus proximal (CSp). We
tested DFT of shocks applied from three vectors: SVC to
CSd, LAA to CSp, and LAA to RAA. Three different com-
binations of the three stages were tested randomly: 1% stage
only, 1¥ stage followed by 2"/ stage, and three stages together,
named as therapy 1, therapy 2, and therapy 3, respectively. In
six out of eight dogs, sustained AF with dominant frequency
01'9.77+0.88 Hz was induced. In all three vectors, the therapy
3 had the lowest DFT among three therapies. The therapy 1
had the highest DFT among three therapies. In vector SVC to
CSd, DFTs of therapy 1, therapy 2, and therapy 3 were
0.53+0.14 vs. 0.3520.26 vs. 0.1220.070 J. In vector LAA to
CSp, DFTs of therapy 1, therapy 2, and therapy 3 were
0.52+0.14 vs. 0.27£0.27 vs. 0.12+0.074 J. In vector RAA to
LAA, DFTs of therapy 1, therapy 2, and therapy 3 were
0.37+0.13 vs. 0.27£0.26 vs. 0.097£0.070 J. There is not sig-
nificant difference among DFTs of three vectors.

Additional details of the above-described study may be
found in the published article to Li et al., Low Energy Multi-
Stage Atrial Defibrillation Therapy Terminates Atrial Fibril-
lation with Less Energy than a Single Shock, Circulation
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Arrhythmia and Electrophysiology, published online Oct. 6,
2011, which is hereby incorporated by reference in its
entirety.

Referring now to FIG. 24, an embodiment of the three-
stage therapy of FIG. 11 that was experimentally shown to
successfully defibrillate/cardiovert AF at low energy is
depicted. As will be described further below with respect to
FIGS. 29 and 30, this particular three-stage therapy was
applied using an implantable device in a chronic canine
model of persistent AF.

In this tested embodiment, first stage (ST1) consisted of
two low-energy bi-phasic pulses having peak voltages rang-
ing from 10 volts to 100 volts. Pulse duration ranged from
4-10 ms, with a pulse-coupling interval (PCII) ranging from
30to 50% of the AF CL. The pulses were synchronized to the
R wave and delivered within the ventricular effective refrac-
tory period to avoid inducing ventricular fibrillation.

After delivering first stage (ST1) pulses, an inter-stage
delay (II) of 50 ms to 400 ms was implemented. More par-
ticularly, the interstage delay (II) was 50 ms, followed by
second stage (ST2).

Second stage (ST2) consisted of six ultra-low-energy
monophasic pulses. Peak voltages ranged from 1 volt to 3
volts, each having an approximate pulse duration of 10 ms.
Pulses were delivered at 70% to 100% of the AF CL (pulse-
coupling interval PCI2). In at least one case, pulses were
delivered at 88% of the AF CL. In this stage, the multiple
pulses delivered enough energy to capture the atrium, but not
the ventricle. Operating in this voltage window above the
atrial capture threshold, but below the ventricular capture
threshold is necessary because the second stage (ST2) pulses
are delivered at 70% to 100% ofthe AF CL, and not synchro-
nized to the R wave. If second stage (ST2) voltage or energy
becomes too high, there exists a risk of capturing the ventricle
and inducing ventricular fibrillation.

After delivering second stage (ST2) pulses, an inter-stage
delay of 50 ms to 400 ms was implemented. More particu-
larly, the inter-stage delay was 50 ms, followed by third stage
(ST3).

Third stage (ST3) consisted of pacing the atrium generally
at 70% to 100% of the AF CL (PC13 of 70% to 100% of
AFCL), but more particularly at 88% of the AF CL, at three
times the atrial capture threshold.

Referring also to FIGS. 25A-25D, a chronic canine model
of persistent AF through chronic high-rate atrial pacing was
created to implement the three-stage therapy of FIG. 24.

In this study, a transvenous endocardial lead system was
implanted to deliver the sequential, three-stage therapy of
FIG. 24 in a closed-chest canine model of persistent AF
induced by rapid atrial pacing. Bipolar pace/shock leads were
implanted in the right atrium (RA) and left pulmonary artery
(LPA), reproducing an RA to distal coronary sinus vector.
Persistent AF was induced by high-rate atrial pacing for 8-12
weeks. The atrial DFTs of three-stage therapy and a single
biphasic shock were delivered through the RA-LPA vector
and measured.

The three-stage therapy, as depicted and described above
with respect to FIG. 24, consisted of three sequential stages:
two biphasic shocks (pulses) delivered within one AF cycle
length as well as ventricular effective refractory period; six
monophasic pulses, each delivered with an interval of 88% of
the AF CL at 50% of the ventricular capture voltage; and
anti-tachycardia pacing (ATP; 8 pulses with an interval 88%
of'the AF CL) delivered through the RA bipole.

Referring specifically to FIGS. 25A-25D, lead placement
of the canine model is depicted. Bipolar pacing/sensing lead
500 was implanted in the right atrial appendage (RAA) and
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SVC as depicted. Lead 502 with electrode 504 was implanted
in the CS as depicted. Lead 506 with proximal and distal
electrodes 508a and 5085 was implanted in the LP A as
depicted. An LPA lead was chosen due to the anatomical
differences between the canine and human coronary sinus.
The CS of a dog tapers quickly, preventing insertion of leads
into the lateral CS, so an LPA-implanted lead was used to
approximate the lateral CS of a human.

Atrial tachypacing pulses were delivered from an implant-
able device, including a Medtronic Entrust implantable car-
dioverter defibrillator manufactured by Medtronic of Minne-
apolis, Minn.

The above-described implantable, closed-chest model was
selected recognizing that previous work was done in an acute
vagus nerve stimulated AF canine model, which is much
different than humans with AF. Secondly, previous studies
often used defibrillation disks in an open-chest model, which
is generally not a realistic approach for humans.

Results indicated a mean dominant frequency of AF of
114+17 ms. The impedance of the RA-LPA vector was
103.1+£15.7 Ohms. As depicted, three-stage therapy signifi-
cantly decreased the atrial DF'T compared to a single biphasic
shock with respect to total energy (0.27+0.14 J versus
1.45+0.36 J; p<0.001) and peak voltage (42.3+14.8 V versus
161.2+18.7V, p<0.001).

During the study, fourteen dogs were implanted; AF was
induced in ten of the dogs, with an average time between
implantation and AF induction being six weeks +/- two
weeks. Twenty-two defibrillation studies were performed in
six dogs, and 127 terminations of AF completed with the
average AF CL and mean impedance described above.

Referring to FIGS. 26-27, sample atrial DFTs resulting
from the three-stage therapy of the claimed invention were
significantly lower than those of a conventional biphasic
shock therapy.

Referring specifically to FIG. 26, a bar chart depicts an
overall voltage and energy comparison of atrial DFTs of a
single biphasic shock and the three-stage therapy of the
claimed invention. Also depicted are the corresponding
sample ECGs.

Bar 510 depicts the voltage and energy characteristics of an
atrial DFT corresponding to a single, biphasic shock. ECG
512 depicts the ECG of the atrial arrhythmia interrupted by
the biphasic shock as indicated by the arrow. As depicted, the
DFT voltage was 170.0 volts at a total energy of 1.649 Joules.

Bar 514 depicts the voltage and energy characteristics of an
atrial DFT corresponding to the three-stage therapy of the
claimed invention as described above. ECG 516 depicts the
ECG of the atrial arrhythmia interrupted by the three-stage
therapy at a timing indicated by the arrow. As depicted, the
DFT voltage was 2.5 volts at a total energy of 0.016 Joules.

As such, the AF was terminated by the three-stage therapy
with significantly less energy and lower peak voltage as com-
pared to the single biphasic shock.

Referring to FIG. 27, in another example, AF was termi-
nated with less energy and lower peak voltage using the
three-stage therapy of the claimed invention as compared to a
single biphasic shock.

Peak voltage was reduced to 42.3x14.8 V versus
161.2+18.7 V for a single BP shock (p<0.001).

Atrial DFT was reduced to 0.27+0.14 J versus 1.45+0.36 J
for a single BP shock (p<0.001).

Consequently, the three-stage electrotherapy of the present
invention terminates persistent AF with significantly lower
peak voltage and dramatically lower total energy compared to
a conventional single biphasic shock. Further, this therapy
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may enable device based painless atrial defibrillation by
defibrillating at thresholds below the human pain threshold.

The embodiments above are intended to be illustrative and
not limiting. Additional embodiments are within the claims.
In addition, although aspects of the present invention have
been described with reference to particular embodiments,
those skilled in the art will recognize that changes can be
made in form and detail without departing from the spirit and
scope of the invention, as defined by the claims.

Persons of ordinary skill in the relevant arts will recognize
that the invention may comprise fewer features than illus-
trated in any individual embodiment described above. The
embodiments described herein are not meant to be an exhaus-
tive presentation of the ways in which the various features of
the invention may be combined. Accordingly, the embodi-
ments are not mutually exclusive combinations of features;
rather, the invention may comprise a combination of different
individual features selected from different individual
embodiments, as understood by persons of ordinary skill in
the art.

Any incorporation by reference of documents above is
limited such that no subject matter is incorporated that is
contrary to the explicit disclosure herein. Any incorporation
by reference of documents above is further limited such that
no claims included in the documents are incorporated by
reference herein. Any incorporation by reference of docu-
ments above is yet further limited such that any definitions
provided in the documents are not incorporated by reference
herein unless expressly included herein.

For purposes of interpreting the claims for the present
invention, it is expressly intended that the provisions of Sec-
tion 112, sixth paragraph of 35 U.S.C. are not to be invoked
unless the specific terms “means for” or “step for” are recited
in a claim.

The invention claimed is:

1. A method for controlling an implantable therapy gen-
erator adapted to be implanted in a patient and operably
connected to at least one far field electrode and at least two
near field electrodes to sense cardiac signals and deliver atrial
arrhythmia therapy to the patient, the method comprising
configuring the implantable therapy generator to:

detect an atrial arrhythmia based on evaluation of cardiac

signals; and

in response to the atrial arrhythmia, deliver an atrial car-

dioversion therapy without confirmation of conversion

of the atrial arrhythmia during the atrial cardioversion
therapy, the atrial cardioversion therapy having at least
three stages including:

a first stage set of pulses delivered via the at least one far
field electrode within a ventricular refractory period
to unpin one or more singularities associated with the
atrial arrhythmia;

afirst inter-stage delay subsequent to the first stage set of
pulses;

a second stage set of pulses delivered via the at least one
far field electrode to inhibit repinning of the one or
more singularities;

a second inter-stage delay subsequent to the second
stage set of pulses;

a third stage set of pulses delivered via the at least two
near field electrodes to extinguish the one or more
singularities;

wherein at least one of the inter-stage delays has a dura-
tion of between 50 to 400 milliseconds.
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2. The method of claim 1, wherein evaluation of cardiac
signals includes determination of an atrial cycle length and
configuring the implantable therapy generator is performed
such that:

the first stage includes at least two and less than ten atrial

cardioversion pulses of at least 10 volts and not more
than 100 volts;

the second stage includes at least five and less than ten far

field pulses with a pulse coupling interval between far
field pulses of between 70-100% of the atrial cycle
length; and

the third stage includes at least five and less than ten near

field pulses at a voltage of up to three times an atrial
capture threshold with a pulse duration of more than 0.2
and less than 5 milliseconds and a pulse coupling inter-
val of between 70-100% of the atrial cycle length.

3. The method of claim 1, wherein configuring the implant-
able therapy generator is performed such that the atrial car-
dioversion therapy is delivered in a sequence of one of the first
stage, one of the second stage and one of the third stage.

4. The method of claim 1, wherein configuring the implant-
able therapy generator is performed such that the atrial car-
dioversion therapy is delivered in a sequence of one of the first
stage, one of the second stage, one of the first stage, one of the
second stage and one of the third stage.

5. The method of claim 1, wherein configuring the implant-
able therapy generator is performed such that each of the first
stage, the second stage, and the third stage are delivered in
accordance with a set of therapy parameters for the pulses of
each stage that are programmed in response to feedback of the
patient so as to provide an effective treatment of the atrial
arrhythmia for the patient at a pain sensation in response to
the atrial cardioversion therapy that is tolerable to the patient.

6. The method of claim 1, wherein configuring the implant-
able therapy generator is performed such that a heuristic
learning algorithm dynamically modifies a set of therapy
parameters for the pulses of each stage in response to an
effectiveness of the atrial cardioversion therapy.

7. The method of claim 1, wherein evaluation of cardiac
signals includes determination of an atrial cycle length and
configuring the implantable therapy generator is performed
such that a pulse coupling interval of the first stage and the
second stage is between 70-100% of an atrial arrhythmia
cycle length.

8. The method of claim 1, wherein configuring the implant-
able therapy generator is performed such that the first stage
pulses are at least 10 volts and not more than 100 volts.

9. The method of claim 1, wherein configuring the implant-
able therapy generator is performed such that the first stage
consists of two pulses.

10. The method of claim 1, wherein evaluation of cardiac
signals includes determination of an atrial cycle length and
configuring the implantable therapy generator is performed
such that the first stage has a total duration of less than the
atrial cycle length.

11. The method of claim 1, wherein configuring the
implantable therapy generator is performed such that the first
stage pulses comprise biphasic pulses.

12. A method for delivering atrial arrhythmia therapy to a
patient, the method comprising:

implanting an implantable therapy generator in the patient;

implanting at least one far field electrode and at least two

near field electrodes proximate an atrium of a heart of the
patient that are operably connected to the implantable
therapy generator; and
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causing the implantable therapy generator to:

sense and evaluate cardiac signals to detect an atrial
arrhythmia; and

in response to the atrial arrhythmia, deliver an atrial
cardioversion therapy without confirmation of con-
version of the atrial arrhythmia during the atrial car-
dioversion therapy, the atrial cardioversion therapy
having at least three stages including:

a first stage set of pulses delivered via the at least one
far field electrode within a ventricular refractory
period to unpin a reentry wave associated with the
atrial arrhythmia;

a first inter-stage delay subsequent to the first stage;

a second stage set of pulses delivered via the at least
one far field electrode to inhibit repinning of the
reentry wave,

a second inter-stage delay subsequent to the second
stage; and

athird stage set of pulses delivered via the at least two
near field electrodes to extinguish the reentry wave;

wherein at least one of the inter-stage delays has a
duration of between 50 to 400 milliseconds.

13. The method of claim 12, wherein sense and evaluate
cardiac signals includes determination of an atrial cycle
length and deliver the atrial cardioversion therapy is per-
formed such that:

the first stage includes at least two and less than ten atrial

cardioversion pulses of at least 10 volts and not more
than 100 volts;

the second stage includes at least five and less than ten far

field pulses with a pulse coupling interval between far
field pulses of between 70-100% of the atrial cycle
length; and

the third stage includes at least five and less than ten near

field pulses at a voltage of up to three times an atrial
capture threshold with a pulse duration of more than 0.2
and less than 5 milliseconds and a pulse coupling inter-
val of between 70-100% of the atrial cycle length.

14. The method of claim 12, wherein deliver the atrial
cardioversion therapy is performed such that the atrial car-
dioversion therapy is delivered in a sequence of one of the first
stage, one of the second stage and one of the third stage.

15. The method of claim 12, wherein deliver the atrial
cardioversion therapy is performed such that the atrial car-
dioversion therapy is delivered in sequence of one of the first
stage, one of the second stage, one of the first stage, one of the
second stage and one of the third stage.

16. The method of claim 12, wherein deliver the atrial
cardioversion therapy is performed such that each of the first
stage, the second stage, and the third stage are delivered in
accordance with a set of therapy parameters for the pulses of
each stage that are programmed in response to feedback of the
patient so as to provide an effective treatment of the atrial
arrhythmia for the patient at a pain sensation in response to
the atrial cardioversion therapy that is tolerable to the patient.

17. The method of claim 12, wherein deliver the atrial
cardioversion therapy is performed such that the implantable
therapy generated is programmed with a heuristic learning
algorithm that dynamically modifies a set of therapy param-
eters for the pulses of each stage in response to an effective-
ness of the atrial cardioversion therapy.

18. The method of claim 12, wherein sense and evaluate
cardiac signals includes determination of an atrial cycle
length and deliver the atrial cardioversion therapy is per-
formed such that a pulse coupling interval of the first stage
and the second stage is between 70-100% of an atrial arrhyth-
mia cycle length.
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19. The method of claim 12, wherein deliver the atrial
cardioversion therapy is performed such that the first stage
pulses are at least 10 volts and not more than 100 volts.

20. The method of claim 12, wherein deliver the atrial
cardioversion therapy is performed such that the first stage
consists of two pulses.

21. The method of claim 12, wherein sense and evaluate
cardiac signals includes determination of an atrial cycle
length and deliver the atrial cardioversion therapy is per-
formed such that the first stage has a total duration ofless than
the atrial cycle length.

22. The method of claim 12, wherein deliver the atrial
cardioversion therapy is performed such that the first stage
pulses comprise biphasic pulses.

23. A method of treating atrial arrhythmias in a patient
comprising:

providing an implantable therapy generator, at least one far

field electrode and at least two near field electrodes;

providing instructions recorded on a tangible medium for

implanting the implantable therapy generator in a

patient during a surgical procedure, the instructions

including:

implanting the at least one far field electrode and the at
least two near field electrodes proximate an atrium of
a heart of the patient;

implanting the implantable therapy generator within the
patient and coupling the implantable therapy genera-
tor to the at least one far field electrode and the at least
two near field electrodes; and

causing the implanted atrial arrhythmia treatment appa-
ratus to deliver an atrial arrhythmia therapy which
includes a first stage delivered to the at least one far
field electrode for unpinning an atrial arrhythmia, a
second stage delivered to the at least one far field
electrode for anti-repinning of the atrial arrhythmia,
and a third stage delivered to the at least two near field
electrodes for extinguishing of the atrial arrhythmia,
wherein each stage is separated by an inter-stage
delay and wherein at least one of the inter-stage delays
has a duration of between 50 to 400 milliseconds.

24. A method of determining a pain threshold of a patient to
atrial arrhythmia therapy, the patient having an implanted
atrial arrthythmia treatment apparatus including a first elec-
trode implanted proximate an atrium of a heart of the patient,
a second electrode implanted proximate the atrium of the
heart of the patient, and a therapy generator implanted in the
patient and operably connected to the electrodes, the method
comprising:

causing the device to deliver a plurality of stimulations at

differing treatment levels;

obtaining an indication from the patient regarding a pain

sensation for each of the plurality of stimulations;
programming the therapy generator to deliver an atrial
arrhythmia treatment based at least in part on the indi-
cations from the patient regarding the pain sensation for
each of the plurality of stimulation, the atrial arrhythmia
treatment including a first stage configured for unpin-
ning an atrial arrhythmia, a second stage configured for
anti-repinning of the atrial arrhythmia, and a third stage
configured for extinguishing the atrial arrhythmia,
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wherein each stage is separated by an inter-stage delay

and wherein at least one of the inter-stage delays has a

duration of between 50 to 400 milliseconds.

25. An implantable therapy generator adapted to be
implanted in a patient and operably connected to at least one
far field electrode and at least two near field electrodes to
sense cardiac signals and deliver atrial arrhythmia therapy to
the patient, the implantable therapy generator comprising:

means for evaluating cardiac signals and detecting an atrial

arrhythmia; and

means for delivering an atrial cardioversion therapy in

response to the atrial arrhythmia, without confirmation

of conversion of the atrial arrhythmia during the atrial
cardioversion therapy, the atrial cardioversion therapy
having at least three stages, including:

a first stage set of pulses delivered via the at least one far
field electrode and synchronized to a ventricular
refractory period to unpin the atrial arrhythmia;

a second stage set of pulses delivered via the at least one
far field electrode to inhibit repinning of the atrial
arrhythmia; and

a third stage set of pulses delivered via the at least one
near field electrode to extinguish the atrial arrhyth-
mia;

wherein each stage is separated by an inter-stage delay
and wherein at least one of the inter-stage delays has
a duration of between 50 to 400 milliseconds.

26. An implantable therapy generator adapted to be
implanted in a patient and operably connected to at least one
far field electrode and at least two near field electrodes to
sense cardiac signals and deliver atrial arrhythmia therapy to
the patient, the implantable therapy generator comprising:

sensing circuitry that senses cardiac signals representative

of atrial activity and ventricular activity;

detection circuitry operably connected to the sensing cir-

cuitry to evaluate the cardiac signals representative of

atrial activity to determine an atrial cycle length and
detect an atrial arrhythmia based at least in part on the
atrial cycle length;

control circuitry operably connected to the sensing cir-

cuitry that, in response to the atrial arrhythmia, controls
generation and selective delivery of an atrial cardiover-
sion therapy without confirmation of conversion of the
atrial arrhythmia during the atrial cardioversion therapy,
the atrial cardioversion therapy having at least three
stages including:

a first stage set of pulses delivered via the at least one far
field electrode within a ventricular refractory period
to unpin one or more singularities associated with the
atrial arrhythmia;

a second stage set of pulses delivered to the at least one
far field electrode to inhibit repinning of the one or
more singularities; and

a third stage set of pulses delivered to the at least two
near field electrodes to extinguish the one or more
singularities;

wherein each stage is separated by an inter-stage delay
and wherein at least one of the inter-stage delays has
a duration of between 50 to 400 milliseconds.
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